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General part 


I. Introduction 

The PM3400 is a compact, dual-trace, sampling oscil¬ 
loscope designed for a wide range of laboratory 
applications. 

Conceived particularly with sampling techniques in 
mind, the oscilloscope combines fast rise times with a 
long-persistent c.r.t. phosphor to give optimum display 
with maximum detail and minimum flicker. 

A bandwidth of 1.7 GHz covers the majority of circuit 
applications. 

An important feature is the triggering circuit which 


provides a stable trace presentation for a variety of 
triggering conditions. 

The instrument incorporates a rectangular, flat-faced 
c.r.t. with internal graticule with 10% and 90% lines, 
which obviates measuring errors due to parallax. 
Attention to the ergonomical lay-out of the front panel 
controls: the PM3400 is as easy to operate as a realtime 
oscilloscope. Furthermore, the accessibility and logical 
lay-out of components give the oscilloscope a high 
degree of serviceability. 
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II Technical data 

Y-AXIS 

Two identical amplifiers (channels A 
Mode of operation 


Bandwidth 
Rise time 
Overshoot 

Deflection coefficients 

Attenuator tolerance 

Displayed noise 
(tangentially measured) 

Isolation between the channels 
Input impedance 
Signal delay 

Signal range 

Position 

Maximum input voltage 
Probe power 
Recorder outputs 

TIME AXIS 
Time coefficients 

Time scale magnification 

Time position 
X-deflection 


and B) 

Channel A only 

Channel B only 

Channel A and channel B 

Channel A and inverted channel B 

Channel A plus channel B 

Channel A minus channel B 

Channel A vertical and channel B horizontal. 

DC to 1.7 GHz. 

200 ps d= 10%. 

Less than 3% (with 200ps pulse generator) 

8 calibrated ranges from 1 mV/cm to 200 mV/cm in 1-2-5 sequence. 

A vernier provides uncalibrated, continuous control between the ranges 
and extends the deflection coefficient to less than 0.4 mV/cm. 

± 30 / 0 . ” , 

Less than 2 mV with NORMAL-SMOOTHED switch in NORMAL position 
and less than 0.8 mV in SMOOTHED position. Automatic smoothing in the 
1 and 2 mV/cm ranges. 

More than 60 dB up to 1 GHz. 

50 n. Input connectors: General Radio 874, locking recessed. 

Delay time for each channel: 30 ns. Visible delay: 7-10 ns. 

The difference in delay between the channels is less than 30 ps. 

Small signals on top of DC levels up to ± 1.6 V can be displayed'without 
distortion, at any sensitivity, +2Vor —2Vcan be displayed at 200 mV/cm. 

Coarse and vernier controls provide a vertical shift of d= 1.6 V. 

± 5 V DC. 

Connectors for active probes on both channels. 

Channel A, channel B and Y. Output amplitude .5 V/cm. Source resistance 
1 kQ. BNC-connectors. Zero volt level corresponds to the centre of the 
screen. 


14 calibrated ranges from 1 ns/cm to 20 jus/cm in 1-2-5 sequence. 
Tolerance: ± 3%. 

7 calibrated ranges from xl to xlOO in 1-2-5 sequence. 

A vernier provides uncalibrated, continuous control between the ranges. 
The intensity and the sample density remain constant when the display is 
magnified. 

At all magnifier settings, the tolerance is within ±= 5%. 

The centre of magnification is at midscreen (or at the left-hand side of the 
screen, depending on the position of an internal selector). 

Coarse and vernier controls provide a time-positioning range equal to at 
least one unmagnified screen width. 

- Repetitive from 5 to more than 1000 samples/cm, continuously variable. 

- Manual scan. 

- External scan by means of an external voltage, via a continuous 
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Recorder output 

TRIGGERING 

Mode 

Source 

Slope 

Triggering capability 
(the — slope generally gives 
less jitter than the + slope) 
Time jitte 


Trigger kick-back 
Safe overload 
Trigger output 


C.R.T. 

Type 

Graticule 

Useful screen area 
Graticule illumination 
Total acceleration voltage 

POWER SUPPLY 
Mains voltages 
Mains frequency 
Power consumption 

TEMPERATURE RANGE 
Operation within specification 


attenuator with an input impedance of 10 kQ. For 10 cm deflection, a 
minimum voltage of +6 V is required. ( + 0.5 V corresponds to the left- 
hand side of the screen). 

- Single scan by means of internal slow ramp voltage. 

The sweep time is adjustable from 5 to 60 s per sweep. 

One continuous control covers all these functions. 

X OUT. Output amplitude of 0.5 V/cm. Source resistance 1 k Q. BNC- 
connector. Zero volt level corresponds to the left-hand side of the screen. 


Triggered or synchronized. 

Channel A, channel B or external source. 
+ or—. 

Internal 20 mV p _ p to 2 V p . p 
External 3 mV p _ p to 300 mV p _ p 


Pulses ^ 

Less than 30ps + 0.2% of unmagnified time/cm for pulses with a rise 
time < 300ps and 10 mV on the EXT-input or 100 mV for internal triggering. 

Sine waves 

Less than 30ps + 0.2% of unmagnified time/cm — or 1% of a period, 
whichever is greater —from 100 kHz to 1700 MHz, with 19 mV rms 
on the EXT-input or 100 mV r m s for internal triggering. 

Less than 3 mV pea k on the external trigger input connecter. 

Maximum 3 V pea k 

Suitable as calibration voltage. 

Pulse amplitude: 1.2 V zb 2% into 50 Q. 

Pulse rise time: less than 4 ns. 

Pulse width: 1 /^s ± 2%. 


D14 - 120 GR/37 with long persistence phosphor. 

Internal, with cm-divisions and 10%- and 90%-indications for measuring 
rise times. 

8 cm x 10 cm. 

Continuously variable. 

10 kV. 


110, 125, 145, 200, 220 and 245 V. 
50 - 400 Hz. 

80 VA. 


0° C to +45° C. 
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OVERALL DIMENSIONS AND WEIGHT 


Height 

Width 

Depth 

Weight 


24.4 cm (9.61"). 
34.1 cm (13.41"). 

53.4 cm (21.02"). 

16.5 kg (36.5 lbs). 


Values with specified tolerances are guaranteed bij the 
factory. Numerical values without tolerances represent 
properties of an average instrument and serve only as a 
guide. 



Fig. 111-1 Cathode follower probe PM9345, slip-on attenuator set PM9341 and coaxial T-piece PM9344 



Fig. 111-2 Attenuator probe 
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III. Accessories 


Optional accessories 

Slip-on attenuators 
Attenuator probe 1 : 10 
Attenuator probe 1 : 100 
Coaxial T-piece 
Cathode follower probe 
Rack mount kit 
Collapsible viewing hood 
Polaroid camera 
Supplementary lens 
Camera adapter 
Carrying case 
Trolley 


PM9341 
PM9342 
PM9343 
PM9344 
PM9345 
PM9364 
PM9366 
PM9380 
PM9373 
PM9376 
PM9394 
PM9395 


OTHER SUGGESTED ACCESSORIES 

1. Attenuators (fixed) 

Texscan Corp., FP50 BNC Outline A 

Specification: Attenuation: 20dB 

Freq. range: DC - 2000 MHz 
Power handling capability: 1 W 


General Radio GR874 

Attenuation at DC (dB) Type 

3 874G3 

874G3L* 

6 874G6 

874G6L* 
10 874G10 

^ 874G10L* 

14 874G14 

874G14L* 

20 874G20 

874G20L* 


*Locking recessed 
Specification: 

Frequency range DC to 4000 MHz 

Power handling capability 1 W 


2. Adaptors 

General Radio GR 874 BNC plug type 874-QBPA 



Fig. 111-3 Polaroid camera PM9380 



Fig. 111-4 Texscan 20 dB attenuator 



Fig. 111-5 General Radio GR874 attenuators 


Fig. 111-6 GR874 to BNC adapter 
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3. Coaxial cables 





Philips coaxial cables RG58A-U with BNC connectors: 

General Radio patch cords GR874 (GR-connectors) 

Type 

Length * (mm) 

Delay (ns) 

Type 

Attenuation (dB/100 ft at 1 GF\z) 

4822 320 10009 

200 

1 

874-R20A 

10.5 

4822 320 10011 

400 

2 

874-R22A 

22 

4822 320 10012 

600 

3 



4822 320 10013 

1980 

10 



* Length without connectors 






Fig. 111-7 Coaxial patch cord General Radio 874-R20A 


Fig. 111-8 Coaxial patch cord General Radio 874-R22A 
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IV. Principles of operation 

(Fig. IV-1) 

Y-AXIS 

General 

The vertical system may be regarded as an error¬ 
sensing feedback system. A balanced bridge sampler is 
used as the error sensing element and a memory stores 
the amplitude of the last sample. 

The output voltage of the memory is fed back to the 
sampling bridge. Thus, if the input signal at the moment 
of sampling equals the output voltage of the memory, 
the effective input to the bridge is zero and there will 
be no error signal. If, however, the input voltage differs 
from the output voltage, an error signal proportional to 
the difference is produced at the sampling bridge. 
After amplification the error signal is used to correct 
the output voltage of the memory circuit. 

In this way, the input voltage is continuously compared 
to the previously sampled level and, if necessary, cor¬ 
rections are made. 

Vertical channels 

The vertical deflection unit consists of two identical 
channels A and B and a number of circuits which are 
used by both channels. These common circuits are the 
SAMPLING PULSE GENERATOR, the DRIVER TIME 
DELAY circuit, the DUAL TRACE MULTIVIBRATOR and 
the Y OUTPUT AMPLIFIER. 

As the vertical channels are identical, only channel A 
will be described. 

The signal is applied to a 50 Q connector P5A with 
a built-in trigger take-off transformer. Here part of 
the input voltage fe tapped-off and fed to the 
horizontal deflection unit, where it starts the timing 
circuits. After a short interval the time base unit sends 
a strobe pulse to the samplihg pulse generator. Each 
strobe pulse causes the sampling pulse generator to 
supply two very fast sampling pulses of opposite 
polarity, which control the opening of the sampling gate. 
The minimum time required for the whole triggering 
process should be compensated for if the trigger point 
of the wave form is to be displayed. As this is required 
to observe leading edges of fast rising signals, a 30 ns 
delay line has been incorporated between the trigger 
take-of transformer and the sampling gate. 

The high frequency losses caused by the delay line are 
compensated for in a passive network, before the input 
signal reaches the sampling gate. The sampling gate 
diodes are reverse biased by a bridge network. The 
d.c. level of the bridge and so the vertical position of 
the trace, can be changed with controls RV11-RV12 
(POSITION), via the positioning amplifier. When the 
sampling gate is opened by the output pulses of the 
sampling pulse generator, a capacitor is charged to a 
voltage proportional to the difference between the input 
signal level at the moment of sampling and the voltage 
level established by the previous sampling. 

The change in voltage across the capacitor will be 


referred to as the correction sampling pulse. This pulse 
is then amplified in a charge amplifier (the preamplifier), 
which compensates for the signal that passes the 
capacitance of the sampling diodes when they are 
reverse-biased. 

From the preamplifier the signal is applied to a selective 
amplifier, which is tuned to approximately 700 kHz. 
Switch S7A (mV/cm) controls the gain of the amplifier. 
A pulse from the COMPARATOR also starts a time 
delay circuit. The delayed pulse from the latter starts a 
pulse width circuit, in the block diagram labelled 
MEMORY GATE DRIVER. When the MEMORY GATE 
opens, the correction sample pulse is passed into the 
MEMORY. The memory stores the signal voltage till the 
next sampling. The output of the memory is fed back 
to the output of the sampling gate via feedback atten¬ 
uator S7A and the bridge network for diode biasing. 
When adjusting the gain of the amplifier with S7A (mV/ 
cm), a corresponding attenuation of the feedback signal 
will take place. 

Switch S9 (NORMAL/SMOOTHED) controls the loop 
gain. In position NORMAL the loop gain is unity. In 
position SMOOTHED the loop gain is decreased so 
that random noise is suppressed. 

The output voltage of the memory is also applied to 
the switching diodes via a differential amplifier. The 
sensitivity of this amplifier is continuously adjusted 
with potentiometer RV10A (mV/'cm, VARIABLE). 

The delayed pulse supplied from the DRIVER TIME 
DELAY circuit also triggers a bistable multivibrator, in 
the block diagram labelled DUAL TRACE MULTIVIBRA¬ 
TOR. The output pulses from this multivibrator control 
the switching diodes, which direct the signals from the 
A and B channels to the Y output amplifier. Different 
combinations of the A and B channels are selected with 
switch S8 (VERTICAL MODE). 

TIME-AXIS 

The part of the vertical input signal which is tapped-off 
by the trigger take-off transformer, is supplied to the 
trigger circuits via trigger selector switch Si. Via this 
switch also a trigger signal from an external source can 
be applied to the trigger circuits through socket PI 
(TRIGG. IN). 

The trigger signal is fed to an amplifier and a regen¬ 
erator circuit, the latter consisting of a tunnel diode 
multivibrator. Triggered or synchronised mode is 
. selected with RV1 (SENSITIVITY) and vernier RV2. 
Furthermore the trigger level and the synchronisation 
frequency are continuously adjustable with RV1 and 
RV2. The trigger memory and the hold-off circuit limit 
the sampling frequency to approximately 100 kHz. 

The duration of the hold-off time is determined by the 
setting of switch S3 (TIME/cm). 

A pulse voltage from the hold-off circuit triggers a 
pulse generator. This generator provides a well-defined 
pulse voltage at output socket P2 (CAL./TRIGG OUT) 
on the front panel. 
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Fig. IV-1 Block diagram 
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The hold-off circuit also supplies a bias current to the 
tunnel diode in the comparator stage. 

The pulses from the trigger memory start a ramp 
generator. The slope of the ramp voltage is determined 
by the position of switch S3 (TIME/cm). This ramp 
voltage is applied to the comparator stage, where it is 
compared with a staircase voltage supplied by a 
staircase generator. When the ramp voltage equals the 
staircase voltage the comparator supplies a strobe 
pulse, which is fed to the sampling pulse generator, to 
the time delay circuit for the memory gate driver and 
finally to the pump circuit. 

Triggered by a strobe pulse, the pump circuit supplies a 
pump pulse to the staircase generator, causing the 
latter to make one step. 

Thus the staircase voltage is built up step by step. The 
height of each step is adjustable with control RV9A 
(SAMPLES/cm). As the sweep length is constant, the 
number of steps per sweep and consequently the 
number of samples per cm can be changed in this way. 
After attenuation and amplification, the staircase volt¬ 
age is supplied to the comparator. 

The staircase voltage is shifted by means of controls 
RV7, RV8 (TIME POS.) in such way that the trace can 
be moved in horizontal direction. By means of controls 
S2, RV3 (TIME SCALE MAGN.) the staircase voltage 
is attenuated, so that the time scale is magnified. 
Different deflection modes can be selected by means 
of controls S5, RV9 (HORIZ. MODE). 

At the end of the sweep, the staircase generator is 
reset by the staircase reset stage. Simultaneously, a 
blanking pulse is fed to the blanking mixer and further 


to the CRT via the high voltage power supply. Thus, 
blanking between each sweep is accomplished. The 
pump circuit also supplies pulses to the blanking mixer. 
These pulses are used for blanking between each 
sample. 

Output P15 (X OUT) supplies a horizontal deflection 
voltage for use in external devices such as recorders. 
An external horizontal deflection voltage can be applied 
to input P3 (X IN). Then the staircase generator is 
disconnected. 

The staircase voltage is applied to the X differential 
amplifier, the outputs of which are connected to the X 
output amplifier via the switching diodes. With switch 
S8 (VERT. MODE) the signal from the B channel can 
be supplied to the X output amplifier, while the normal 
X deflection voltage is disconnected. 

TRACE ALIGNMENT 

To align the X trace with the horizontal axis of the 
internal graticule of the CRT, part of the X signal is 
added to the Y signal in the Y output amplifier, via the 
trace alignment stage. 

Similarly, the Y trace is aligned with the vertical axis 
of the internal graticule by adding part of the Y signal 
to the X signal in the X output amplifier. 

From the trace alignment unit, a Y signal for external 
use can be taken out via socket P14 (Y OUT). 

HIGH AND LOW VOLTAGE POWER SUPPLY 
These blocks provide the high voltage supply for the 
CRT and the low voltage supply for the remaining 
circuits. 
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Directions for use 

V. Installation 


A. POSITIONING THE INSTRUMENT 

Always place the instrument so that the air circu¬ 
lation along the sides and the rear is not impeded. 
The instrument will otherwise not be properly 
cooled. 

The ambient temperature may not exceed 45° C. 

B. ADJUSTING TO THE LOCAL MAINS VOLTAGE 
The instrument can be adapted to local mains volt¬ 
ages of 110-125-145-200-220-245 V using a voltage 
adapter. 


The set voltage can be read through the aperture in 
the plastic lid on the rear panel (Fig. V-2). 

Adjustment to another mains voltage is effected as 
follows: 

- Remove the plastic lid on the rear panel. 

- Pull out the voltage adapter. 

- Turn the adapter until the desired voltage is 
topmost and press it in again. 

- Refit the plastic lid. 
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Fig. V-l Front view 
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C. EARTHING 

The instrument should be earthed in accordance 
with the local safety regulations. This can be ef¬ 
fected as follows: 

a. Via the mains flex. The instrument is provided 
with a 3-core mains flex. 

b. Via the earthing socket P13 on the rear panel 
(Fig. V-2) 

AVOID DOUBLE EARTHING! 


D. CONNECTION TO THE MAINS AND SWITCHING 
ON 

- Check that the voltage adapter is in the correct 
position. 

- Earth the instrument. 

- Connect the instrument to the mains. 

- Set the mains switch to "POWER ON". (Fig. V-1) 

- The pilot lamp should light up. 




Fig. V-2 Rear view 
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VI. Controls, input and output sockets 

Y-AXIS (Fig. VI-1) 

Control or socket Designation Purpose 

P5A Y a Input connecter for channel A 

S7A mV/cm Step control of the deflection coefficients of channel A 

RV10A mV/cm Uncalibrated, continuous decrease of the deflection coefficients 

with a range of at least 0.4 to 1 

RV11A-RV12A POSITION Coarse and fine control of the vertical position of the channel A 

display 

58 A + B Mode switch for the selection of A 

A—B and/or B channels in different 

A combinations. It is also possible to 

B use the A channel for vertical and the 

A and B B channel for horizontal deflection 

A and —B 
AVERT. B HOR. 

59 NORMAL/SMOOTHED Smoothing of the random 'rloise in both channels 

RV11B-RV12B POSITION Coarse and fine control of the vertical position of the channel B 

display 

S7B mV/cm Step control of the deflection coefficients of channel B 

RV10B mV/cm Uncalibrated, continuous decrease of the deflection coefficients 

with a range of at least 0.4 to 1 

P5B Y b Input connecter for channel B 
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TIME AXIS (Fig. VI-2) 




Control or socket 

Designation 

Purpose 

- 

RV1 

SENSITIVITY 

Continuous adjustment of triggering or synchronising levels 


RV2 

FINE 

Vernier for RV1 


SI 

TRIGG.,±A,±B,± 

:EXT Selection of trigger slope and trigger 
signal to the time base unit 


PI 

TRIGG. IN 

Input socket for external trigger signals 

- 

S2 

RV3 

t.k a i— a . p i j i k i Step increase of the time coefficients up to 100 times 

TIME SCALE MAGN. ,,, M 

Fine adjustment of the time coefficients 


S3 

TIME/cm 

Selection of the time coefficients between 1 ns/cm and 20 //s/cm 


P2 

CAL./TRIGG. OUT 

Output socket providing a pulse voltage for triggering of external 
devices or for calibration purposes 

- 

RV7 

RV8 

TIME POSITION 

Coarse and fine adjustment of the time position of the signal 


S5 


Selection of the type of deflection 

- 


NORMAL 

Normal deflection.from the internal source 



MANUAL 

Manual deflection 

- 


EXT 

Deflection from an external source 



SINGLE 

Single shot deflection (with the aid of push button S6) 


RV9 


Depending on the position of S5 



SAMPLES/cm 

When S5 occupies position NORMAL, the number of samples per 
centimetre can be continuously varied between 5 and more than 1000 

- 


SCAN 

When S5 occupies position MANUAL, RV9 can be used for manual 
scanning 



ATT 

When S5 occupies position EXT., the signal of the external time base 
source can be attenuated by means of RV9 



SCAN SPEED 

When S5 occupies position SINGLE, the scanning speed can be 
adjusted by means of RV9 


S6 

SINGLE START 

Push button for starting the single^sweep when S5 occupies position 
SINGLE. The sweep starts as soon as the push button is depressed. 

- 

P3 

XIN 

Input socket for a deflection voltage from an external source 






DISPLAY (Fig. VI-3) 

Control or socket 

RV4 
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Designation Purpose 

INTENS Control for the brightness of the display 

RV5 FOCUS Control for the focussing of the electron beam 

RV6 ILLUM Control for the illumination of the internal graticule 

POWER SUPPLY (Fig. VI-4) 

Control or socket Designation Purpose 

S4 POWER ON Mains switch 

P4A PROBE POWER Power output socket intended for active measuring probes (channel 

A) 

Power output socket intended for active measuring probes (channel 

B) 


P4B 


PROBE POWER 
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Fig. VI-3 Controls and sockets DISPLAY 















CONTROLS AND SOCKETS ON THE REAR OF THE INSTRUMENT (Fig. VI-5) 


Control or socket 


Designation 


Mains connecter 


Output socket providing a signal from the A channel for external use 
Output socket providing a signal from the B channel for external use 


Earth connecter 


Output socket providing a Y deflection voltage for external use 
Output voltage providing an X deflection voltage for external use 
Mains voltage selector 


PHI UPS 


$0U#CS *SS)STANCS I* ft 


AU OUTPUTS: OS 
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VII. OPERATION 


A. PRELIMINARY ADJUSTMENTS 

1. Displaying a signal 

- Switch on the instrument 

- Set SENSITIVITY knob RV1 to the SYNC mode 

- Set INTENSITY knob RV4 to mid position 

- Set horizontal mode switch S5 to NORMAL, and turn 
knob RV9, SAMPLES/cm, to mid-position. 

- Set switches S7A and B to 200 mV/cm 

- Set knobs RV11A and B to mid position 

- Set vertical mode switch S8 to position A and B. 

- Two traces should now be visible on the screen. 

- Set switch S8 to position Aso that trace B disappears. 

- Connect a signal from a pulse generator via a 50 Q 
coaxial cable to input Y A (amplitude 100 mV - 1 V, 
repetition time 200 ns-1 //s, rise time approximately 
20 ns). 

- Set TRIGG, selector SI to A-(- or A—, depending on 
the slope of the input signal. 

- Set switch S2, TIME SCALE MAGNIFIER, to 1. 

- Set switch S3, TIME/cm, to 5 ns/cm. 

- Turn knob RV7, TIME POSITION, fully clockwise. 

- Set switch S9, NORMAL/SMOOTHED, to NORMAL. 

- Turn RV1, SENSITIVITY, in counter-clockwise di¬ 
rection until a stable display is obtained. 

Measuring the rise time of the displayed pulse 

- Position the display to the centre of the screen by 
means of RV11A, POSITION (see Fig. VII-1). 

- Magnify the display vertically using S7A, mV/cm, and 
its vernier RV10A. (see Fig. VI1-2). 

- Readjust,, if necessary, the vertical position by means 
of RV11A, POSITION, and vernier RV12A. 

- Set switch S3,TIME/cm, to a suitable time coefficient. 

- Position the pulse edge to the centre of the screen 
by means of knob RV7, TIME POSITION. 

- The rise time should cover at least 3 cm of the 
horizontal scale to ensure accurate measurement 
(see Fig. VI1-3). 

- If, necessary, magnify the display by switching S2, 
TIME SCALE MAGNIFIER, to a higher position. The 
display is then magnified around the cehtre of the 
screen. 

- The 10% and 90% levels are indicated by two dotted 
lines in the internal graticule. 

2. Measuring accessories 

For the technical data of the accessories available, see 

chapter III, ACCESSORIES. 

B. TIME POSITION 

The TIME POSITION control consists of two knobs. 

RV7 (coarse control) and RV8 (fine control). 

The sweep always starts at the left-hand side of the 

screen. 



\ i 



Fig. VI1-2 Measuring rise times 



Fig. VII-3 Measuring rise times 
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When both controls are in the fully clockwise position 
the trigger edge is in the most right hand position and 
it should then always be visible, assumed that the time 
scale is not magnified. The trigger edge moves to the 
left when the TIME POSITION controls are turned in 
anti-clockwise direction. 

C. TIME COEFFICIENT 

The time coefficient is selected with the switch S3, 
TIME/cm. The time scale can be enlarged up to 100x 
by means of the control S2, TIME SCALE MAGN. 

The time coefficient is equal to the quotient of the 
TIME/cm switch setting and the setting of the TIME 
SCALE MAGNIFIER switch. The time coefficient can be 
continuously varied by means of the vernier RV3. The 
time coefficients are calibrated in the CAL. position of 
this vernier only. 

It should be noted that the apparent beam speed across 
the c.r.t. screen is not equal to the actual time coef¬ 
ficient indicated. 

If the time scale is to be magnified, first position the 
significant part of the display in the middle of the 
screen. When turning the control S2, TIME SCALE 
MAGN., that part of the display which is situated in the 
middle of the screen stays there during the magnifi¬ 
cation. The magnification centre can be moved to the 
left of the screen by means of the internal switch S201 
(on circuit board 2). 

The switch can be operated through an aperture in the 
right-hand side of the housing. See Fig. VII-4. 

NOTE: Before switching over to magnification using the 
TIME SCALE MAGNIFIER switch, first set to as short 
a time coefficient as possible with the TIME/cm switch. 
Then bring the part to be magnified to the centre of 
the screen using the TIME POSITION control. 

The table below facilitates the understanding of the 
TIME SCALE MAGNIFICATION control on PM 3400. 
The table is made for the normal situation of magnifi¬ 
cation around the centre of the screen. 


Time 

coeff. 

ns/cm 

Time scale 
magnifier 

Resulting 
time coeff. 

ns/cm 

Range on 
the screen 

Available 

’’sweep" 

cm 

Available 

time 

ns 

1 

1 

1 

0-10 

20 

20 

1 

2 

0.5 

2.5-7.5 

30 

15 

1 

5 

0.2 

4-6 

60 

12 

1 

10 

0.1 

4.5-5.5 

110 

11 

1 

20 

0.05 

4.75-5.25 

210 

10.5 

1 

50 

0.02 

4.9-5.1 

510 

10.2 

1 

100 

0.01 

4.95-5.05 

1010 

10.1 



Fig. VII-4 Position of switch S201 


D. S8 VERTICAL MODE 

% i 

Any one of seven operation modes may be chosen 
using the vertical mode selector S8. 


"A” 


”B” 


"A and B” 


”A and —B” 


”A + B” 


”A— B” 


’’AVERT. 
B HOR.” 


Only the input signal of channel A is 
displayed. 

Only the input signal of channel B is 
displayed. 

Both input signals are displayed simul¬ 
taneously. 

Both input signals are displayed simul¬ 
taneously, the polarity of signal B being 
inverted. 

The signals of channels A and B are 
added. 

The signals of channels A and B are 
added, the polarity of signal B being 
inverted. 

The input signal of channel B is used 
for horizontal deflection. 

Switch S7B, mV/cm, now determines the 
horizontal sensitivity. The picture can 
be shifted horizontally using control 
RV11B POSITION. 


E. TRIGGERING 

Internal or external triggering mode can be selected 
with the switch SI TRIGG. 

Using internal triggering, the trigger signal is derived 
from the input signal to be tested, which must in this 
case have an amplitude of at least 20 mV p _ p . Using 
external triggering, a trigger signal of at least 3 mV p _ p 
is applied to socket PI, TRIGG. IN. The positive or 
negative slope of the input signal or the trigger signal 
may be used for triggering. 


Occasionally it is advantageous to magnify around the 
beginning of the sweep. Such a case is for instance 
when one wants to use a long time coefficient and not 
loose the first part (as 20 ns/cm). The first five cm:s 
are then available up to the full magnification of 100 
times. 


F. SENSITIVITY 

PM 3400 has got a double knob as SENSITIVITY 
control. The bigger knob RV1 is the coarse control, 
which normally is sufficient to get a stable display. 
Sometimes a small correction with the inner knob, 
RV2 is needed. 
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The oscilloscope operates either in triggering mode 
or in synchronizing mode depending on the position of 
the coarse SENSITIVITY control. Settings to the left of 
12 o’clock give triggering and are mainly used in pulse 
work. The inner knob will in this mode affect the 
sampling rate and can avoid interference phenomena. 
To the right of 12 o’clock the sweep freeruns in the 
absence of an input signal but can be synchronized if 
a signal is applied. This mode is mainly used for 
frequencies above 30 MHz. The - slopes of the TRIGG, 
selector give the lowest jitter at the highest frequencies. 

G. THE HORIZONTAL MODE CONTROLS S5 AND 
RV9 

1. NORMAL (S5), SAMPLES/cm (RV9) 

In this position of S5 the beam is deflected by the 
internal staircase generator. Using knob RV9, the 
number of samples/cm is continuously variable from 5 
samples/cm to more than 1000 samples/cm. When 
applying a signal with low repetition frequency, a low 
sampling density is required to reduce the flicker. 

LF-synchronization 

When switch S5 is set to position NORMAL, a signal 
of + 1 V applied to P3, X IN, will inhibit the start of 
the sweep. This can be used to synchronize on the 
modulating signal of an amplitude modulated RF signal. 
Knob RV9, SAMPLES/cm, controls the sweep speed. 

It is possible to synchronize on frequencies between 
10 Hz and 10 kHz. Due to the wide bandwidth of the 
oscilloscope the carrier is not attenuated, so it is 
feasible to makereliable measurements. 

Proceed as follows to display the AM signal: 

• Apply the modulated signal to P5A (or B). 

• Apply the modulating signal to P3, X IN (amplitude 
> + 1 V). 

• Set switch S8 to position A (or B). 

• Set switch Si, TRIGG., to position EXT. 

• Turn knob RV1, SENSITIVITY, fully clockwise. 

• Set switch S3, TIME/cm, to < 0.2 //s/cm. 

Note: The controls TIME POSITION, TIME SCALE 
MAGN. and TIME/cm are now out of function. 
The sweep speed is controlled by RV9, SAM¬ 
PLES/cm. 

Figs. VI1-5 and 6 show examples of displaying AM 
signals. 

2. MANUAL (S5), SCAN. (RV9) 

In this position the horizontal deflection of the beam is 
controlled by knob RV9. 

This mode is used when recording oscillograms on 
X-Y recorders and when making accurate amplitude 
measurements. 

3. EXT. (S5), ATT. (RV9) 

When S5 is set to this position, the beam is deflected 
horizontally by an external voltage applied to input 
socket P3, X IN. 


This voltage can, for instance, be derived from an 
X-Y recorder. The X input signal is attenuated by RV9. 

4. SINGLE (S5), SCAN. SPEED (RV9) 

The single shot may be used for photographing 
displays and for recording oscillograms on X-Y recor¬ 
ders. The scanning speed is controlled by RV9. 

The sweep starts when button S6, SINGLE START, is 
depressed. The beam does not fly back if the button 
is kept depressed. 

In some cases this may be used to prevent damages 
to the recorder stylus caused by the fast flyback. 

NOTE: This single shot mode still requires a repetitive 
rate of the input signal. 


Fig. VII -5 Displaying AM-signals, LF = 1000 Hz 

CW = 200 MHz 



Fig. VII-6 Displaying AM-signals, pulse = 1 kHz 

CW =2 GHz 
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H. NORMAL/SMOOTHED 

In normal amplifier techniques, the signal-to-noise ratio 
can be improved by decreasing the bandwidth. In a 
sampling oscilloscope noise suppression is possible 
without reduction of bandwidth. 

In the “smoothed” position the loop gain is reduced to 
approx. 0.3, which means that more than one sample is 
required before the final value is reached. Since noise 
has a random character in contrast to the signal to be 
measured, the noise averages out over a large number 
of samples. The signal-to-noise ratio is thus improved 
by approximately a factor of 3. 

Also the time jitter is improved when smoothing is 
introduced. 

If the samples on the input signal are taken with a 
high density then the amplitude change is very small 
between two subsequent samples. Therefore the 
smoothing and, thus, noise reduction, can be introduced 
without affecting the signal shape. If, however, the 
signal is changing rapidly between two samples, which 
can occur if the sampling density is too low or if a 
step is viewed on a long time scale, then the step will 
appear as rounded. 

It is therefore good practice to choose Time/cm and 
Samples/cm in such a way that amplitude changes 
between samples are small enough to have negligible 
effect on the signal shape. The influence can simply 
be checked by switching between Normal and 
Smoothed. Used in the proper way the smoothing of 
the noise can be very helpful, when viewing low level 
signals. 

A special smoothing circuit is used in PM 3400 
eliminating the troublesome phenomenon of base line 
shift, when switching from Normal to Smoothed. Fig. 
VI1-7 shows a good example of correctly applied 
smoothing. The photo is a double exposure in switch 
positions Normal and Smoothed. ' 

Some smoothing is automatically introduced in the 
most sensitive positions. The smoothing factor is 2.5 
in the 2 mV/cm position and 5 in the 1 mV/cm position. 

J. INPUT CIRCUIT 

The input impedance of the vertical deflection system 
is 50 ft, the dynamic range is 1.6 V, and the maximum 
input voltage is ± 5 V d.c. 

If the input voltage is higher than 1.6 V any commercially 
available coaxial attenuator with a characteristic im¬ 
pedance of 50 ft may be used (see chapter III, 
Accessories). 

If a higher input impedance is required, an attenuator 
probe (PHILIPS PM 9342 or PM 9343) or a cathode 
follower probe (PHILIPS PM 9345) can be used. The 
latter should be combined with one of the available 
slip-on attenuators (PHILIPS PM 9341) and, it neces¬ 
sary, a slip-on coupling capacitor. Power for the 
cathode follower probes is supplied from socket P4A 
and/or P4B, PROBE POWER. 

The cathode follower probe allows an input impedance 
of 10 Mft to be obtained at a low input capacitance. 



K, CAL./TRIGG. OUTPUT 

The voltage from this output (P2) can be used for: 

- Amplitude calibration 

- Time calibration 

- Calibration of the low frequency compensation * 

- Checking and adjusting the internal loop gain * 

- Triggering of external devices 

* See service manual, CHECKING AND ADJUSTING 
For amplitude and time calibration, proceed as follows: 

- Connect the output P2 via a 50 ft coaxial cable to 
P5A or P5B (Y A or Y B )• 

- Turn RV1, SENSITIVITY, to the SYNC, position. 

- Set S2, TIME SCALE MAGNIFIER, to 1, and RV3, 
vernier, to CAL. 

- Set S3, TIME/cm, to 0.2 //s/cm. 

- Set S5 to NORMAL and RV9, SAMPLES/cm, to mid¬ 
position. 

- Turn RV7-RV8, TIME POSITION, fully clockwise. 

- Set S8 to A (or B). 

- Set S9, NORMAL/SMOOTHED, to NORMAL. 

- Set S7A or B to 200 mV/cm, and the vernier RV10A 
or B to CAL. 

- Position the display by means of the knobs RV7-RV8, 
TIME POSITION, and RV11A-RV12A or RV11B- 
RV12B, POSITION, so that measuring is convenient. 

The pulse amplitude is 1.2 V zt 2% corresponding to 
6 ccn on the screen. The pulse width is 1 jus ± 2% 
corresponding to 5 cm on the screen. Detailed instruc¬ 
tions for calibration are given in the Service Manual, 
“CHECKING AND ADJUSTING”. 

L. RECORDER OUTPUTS 

The Y channel of an X/Y or Y/T recorder can be con¬ 
nected to the output sockets P12A, A OUT, P12B, B 
OUT or P14, Y OUT (See Fig. VI-5). The source resis¬ 
tance of these outputs is 1 kft. The amplitude of output 
P14, Y OUT, is 0.5 V/cm. The voltage of P12A and 
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P12B is 0.5 V/cm only when verniers RV10A and RV10B 
are set to the CAL. position. 

The X channel of the X/Y recorder should be connected 
to the socket PI 5, X OUT. 


The T voltage of the Y/T recorder should be connected 
to the socket P3, X IN. The switch S5 should then be 
set to the EXT. position. The T voltage can be attenuated 
by RV9. 
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Sales and service all over the world 


Argentina: Philips Argentina S.A., Casilla Correo 3479, Bue¬ 
nos Aires; tel. T.E. 70, 7741 al 7749 

Australia: Philips Electrical Pty Ltd., Philips House, 
69-79 Clarence Street, Box 2703 G.P.O., Sydney; tel. 2.0223 

Belgie/Belgique: M.B.L.E., Philips Bedrijfsapparatuur, 80 Rue 
des Deux Cares, Bruxelles; tel. 230000 

Bolivia: Philips Sudamericana, Casilla 1609, La Paz; tel. 
5270-5664 * * 

Brasih Messrs. Inbelsa, Rua Amador Bueno 474, Caixa 
Postal 3159, Sao Paulo; tel. 93-9191 

Burma: U. Thoung Tin, 36, Barr Street, Rangoon 

Burundi: Philips S.A.R.L., Avenue de Grece, B.P. 900, 
Bujumbura 

Canada: Philips Electronic Industries Ltd., Electronic Equip¬ 
ment Division, Philips House, 116 Vanderhoof Avenue, 
Toronto 17, (Ontario); tel. 425-5161 

Chile: Philips Chilena S.A., Casilla 2687, Santiago de 
Chile; tel. 35081 

Colombia: Philips Colombiana S.A., Communications Depart¬ 
ment, Apartado Nacional 1505, Bogota; tel. 473-640 

Congo: Philips Congo S.C.R.L., 137, Boulevard du 30 Juin, 
B.P. 1798, Kinshasa 

Costa Rica: Philips de Costa Rica Ltd., Apartado Postal 4325, 
San Jose; tel. 5670 

Danmark: Philips A.S., Prags Boulevard 80, Kobenhavn; 
tel. Asta 2222 

Deutschland (Bundesrepublik): Philips Elektronik Industrie 
GmbH, Rontgenstrasse 22, Postfach 630111, 2 Hamburg 63; 
tel. 501031 

Ecuador: Philips Ecuador S.A., Casilla 343, Quito; tel. 30064 

Eire: Philips Electrical (Ireland) Ltd., Newstead, Clonskeagh, 
Dublin 14; tel. 976611 

El Salvador: Philips de El Salvador, Apartado Postal 865, 
San Salvador; tel. 7441 

Espana: Philips Iberica S.A.E., Avenida de America, Apar¬ 
tado 2065, Madrid 17; tel. 246 22 00 

Ethiopia: Philips Ethiopia (Priv. Ltd. Co.), P.O.B. 659, Cun¬ 
ningham Street, Addis Abeba; tel. 13440 

France: Philips Industrie S.A., 105 Rue de Paris, 93 Bobigny 
(Seine); tel. 845 28-55, 845 27-09 
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Ghana: Philips (Ghana) Ltd., P.O.B. M 14, Accra 

Great Britain: Pye Unicam Ltd., York Street, Cambridge; 
tel. (0223)58866 

Guatemala: Philips de Guatemala S.A., Apartado Postal 238, 
Guatemala City; tel. 20607-08-09 

Hellas: Philips S.A. Hellenique, B.P. 153, Athens; tel. 230476 

Hong Kong: Philips Hong Kong Ltd., P.O.B. 2108, Rooms 
1006/1008 Prince's Building, Hong Kong; tel. H-249246 

India: Philips India Ltd., Shivsagar Estate, Block "A", 
Dr. Annie Besant Road, P.O.B. 6598, Worli, Bombay 18; 
tel. 370071 

Indonesia: P.T. Philips Development Corporation, Djalan 
Pegangsaan Timur 33, P.O.B. 2287, Djakarta 

Iran: Philips Iran Ltd., P.O.B. 1297, Teheran; tel. 48344-68344 

Island: Heimilistaeki SF, Saetun 8, Reykjavik; tel. 24000 

Islas Canarias: Philips Iberica S.A.E., Triana 132, Las Pal¬ 
mas; Casilla 39-41, Santa Cruz de Tenerife 

Italia: Philips S.p.A., Casella Postale 3992, Milano; tel. 69.94 

Kenya: Philips (Kenya) Ltd., P.O.B. 9970, Nairobi; tel. 26204/5 

Malaysia: Philips Malaya Sdn Berhad, P.O.B. 2163, Kuala 
Lumpur 

Mexico: Philips Comercial S.A. deX.V., Uruapan 7, Apdo 
24-328, Mexico 7 D.F.; tel. 25-15-40 

Nederland: Philips Nederland N.V., Boschdijk VB, Eindhoven; 
tel. 43-33-33 

Ned. Antillen: N.V. Philips Antiliana, Postbus 523, Willem¬ 
stad; tel. Curagao 36222-35464 

New Zealand: Philips Electronical Industries (N.Z.) Ltd., 
Professional and Industrial Division, 70-72 Kingsford Smith 
Street, P.O.B. 2097, Lyall Bay, Wellington; tel. 73-156 

Nigeria: Philips (Nigeria) Ltd., Philips House, 6, Ijora Cause¬ 
way, P.O.B. 1921, Lagos; tel. 56051/2 

Nippon: Philips Products Sales Corporation of Japan, 
P.O.B. 13, Trade Center, Tokyo 105; tel. (03)435-5211 

Norge: Norsk A.S. Philips, Postboks 5040, Oslo; tel. 463890 

Osterreich: Oesterreichische Philips Industrie GmbH, Abtei- 
lung Industrie Elektronik, Triesterstrasse 64, A-1101 Wien; 
tel. (0222)645511/31 


Pakistan: Philips Electrical Co. of Pakistan Ltd., Bunder 
Road, P.O.B. 7101, Karachi; tel. 70071 

Paraguay: Philips del Paraguay S.A., Casilla de Correo 605, 
Asuncion; tel. 8045-5536-6666 

Peru: Philips Peruana S.A., Apartado Postal 1841, Lima; 
tel. 34620-40265 

Philippines: Electronic * Development & Application Center, 
2246 Pasong Tamo Street, P.O.B. 911, Makati Commercial 
Center, Makati Rizal D-708 

Portugal: Philips Portuguesa S.A.R.L., Rua Joaquim Antonio 
d’Aquiar 66, Lisboa; tel. 683121/9 

Rwanda: Philips Rwanda S.A.R.L., B.P. 449, Kigali 

Schweiz-Suisse-Svizzera: Philips A.G., Binzstrasse 38, Post- 
fach, 8027 Zurich; tel. 051-44 22 11 

Singapore: Philips Singapore Ltd., 8th Floor, International 
Bid, 360 Orchard Road, P.O.B. 1358, Singapore; tel. 362211 

South Africa: South African Philips (Pty) Ltd., P.O.B. 7703, 
2, Herb Street, New Doornfontein, Johannesburg; 
tel. 24-0531 

Suomi: Oy Philips Ab, Postboks 10255, Helsinki 10; tel. 10915 

Sverige: Svenska A.B. Philips, Fack, Lidingovagen 50, Stock¬ 
holm 27; tel. 08/635000 

Taiwan: Yung Kang Trading Co. Ltd., 6 Nan King East Road, 
1 Section, P.O.B. 1467, Taipei; tel. 543540-553528 

Tanzania: Philips (Tanzania) Ltd., p/a P.O.B. 9970, Nairobi, 
Kenya 

Thailand: Philips Thailand Ltd., 283, Silom Road, Bangkok; 
tel. 36985-8 

Tiirkiye: Turk Philips Ticaret A.S., Post Kutusu 504, Istanbul; 
tel. 447486 

Uruguay: Philips de Uruguay, Avda Uruguay 1287, Monte¬ 
video; tel. 956 41-2-3-4 

U.S.A.: Philips Electronic Instruments, 750 South Fulton Ave., 
Mount Vernon, N.Y. 10550; tel. (914)664-4500 

Venezuela: C.A. Philips Venezolana, Apartado Postal 1167, 
Caracas; tel. 72 01 51 

Zambia: Philips Electrical Ltd., Professional Equipment Divi¬ 
sion, P.O.B. 553, Kitwe; tel. 2526/7/8 
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VIII. Circuit description 


A. TRIGGER AND TIME-BASE CIRCUITS 
(printed-circuit card 1) 

This printed-circuit card includes the TRIGGER 
and HOLD-OFF circuits, the FAST-RAMP GENE¬ 
RATOR, the COMPARATOR and the PULSE GE¬ 
NERATOR. The circuit diagram is shown in Fig. 
XVI-3. 


A. 1. Trigger and hold-off circuits 

The triggering signal can be obtained either from 
one of the trigger take-off transformers T3A or 
T3B, or else from an external source. It is pos¬ 
sible to trigger on both the positive-going and the 
negative-going edges of the signal. 

The circuit diagram shows the TRIGG, selector 
switched to the -A position, so that the negative¬ 
going triggering signals pass through the secon¬ 
dary winding of transformer T2 ( 5052 impedance) 
to the base of transistor Z101. Positive-going 
triggering signals are supplied to the primary of 
transformer T2, so that they may be inverted prior 
to being passed to transistor Z101. 

Emitter follower Z101 and two further transistors 
Z102 and Z103 form a trigger input isolator stage. 
The trigger multivibrator consists of tunnel diode 
Z104 and inductance L104. Transistor Z106 forms 
a low-impedance voltage limiter to drive the tun¬ 
nel diode. 

The trigger multivibrator can be set to either the 
synchronisation mode or to the triggering mode 
by means of potentiometer RV1 (SENSITIVITY) 
and vernier RV2. 

In the synchronisation mode, the peak-point cur¬ 
rent of the tunnel diode is exceeded and the mul¬ 
tivibrator becomes free-running. The frequency 
can be adjusted by means of potentiometers 
RV1-RV2. 

In the triggering mode the current supply for the 
tunnel diode drops below its peak point so that 
the multivibrator can be started by trigger pulses 
only. 

The trigger-memory tunnel diode Z105, transistor 
Z109, and the trigger hold-off circuit (Z110, Z111, 
Z121, Z123 and Z126) have a gate function which 
limits the sampling frequency to 100 KHz. 

For an explanation of the hold-off circuit opera¬ 
tion, assume the following initial conditions: 

— there are no triggering signals present, 

— RV1 SENSITIVITY is set to position TRIGG. 


Tunnel diode Z105 and transistor Z109 are, there¬ 
fore, both non-conductive, the differential-ampli¬ 
fier transistor Z110 is conducting and its associat¬ 
ed transistor Z111 is cut off. Ramp-gate transistor 
Z128 is fully conducting. Since transistor Z111 is 
cut off, the hold-off capacitor Cl 11 is charged to 
approximately + 8.5 V. Transistor Z126, which 
forms a bistable multivibrator together with tran¬ 
sistor Z123, receives its base current via the 
chain formed by resistor R120, zener diode Z124, 
and diode Z122. Both transistors are fully con¬ 
ducting, so that transistor Z121 is cut off, making 
tunnel diode Z105 ready for conduction. 

Immediately a trigger pulse starts the trigger 
multivibrator (Z / h04-L1O4) a negative step is fed 
to funnel diode Z105 via differentiating network 
R108-C108. Tunnel diode Z105 conducts and the 
resulting negative step is fed through transistor 
Z109 to the base of transistor Z110 and also to 
the base of ramp-gate transistor Z128. Transistor 
Z110 cuts off and transistor Z111 starts conduct¬ 
ing; the hold-off capacitors will then discharge 
from + 8.5 V to 0 V. The particular hold-off ca¬ 
pacitor (C2, C3, C4, C5, C6 or C7) connected in 
parallel with Cl 11 is determined by the setting of 
the TIME/cm switch S3. 

As the voltage across the hold-off capacitors ap¬ 
proaches zero, diode Z125 starts conducting so 
that multivibrator Z126-Z123 cuts off and tran¬ 
sistor Z121 conducts. The tunnel diode therefore 
switches back to its initial state due to the loss of 
the bias current. The negative voltage at the base 
of transistor Z110 disappears and transistor Z111 
cuts off. 

The hold-off capacitors are then charged again 
via R120. When the voltage across the capaci¬ 
tors approaches + 8.5 V, multivibrator Z123- 
Z126 switches over and transistor Z121 is cut 
off. 

The bias current for tunnel diode Z105 will flow 
again and the tunnel diode is ready to be switch¬ 
ed on by the next negative step from tunnel 
diode Z104. 

A. 2. Fast-ramp generator 

The fast-ramp generator consists of ramp gate 
transistor Z128, constant current source Z127 
and, depending on the position of switch S3 
TIME/cm, one of the ramp slope capacitors CV1, 
CV2, C8. . . C22. 

Ramp gate transistor Z128 is cut off by the ne¬ 
gative step from tunnel diode Z105. The ramp 
slope capacitors will be charged with a constant 
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current from transistor Z127 and a linear voltage 
appears at the collector of transistor Z128. 

When the voltage across hold-off capacitors 
C111, C2. . .C7 has decreased to 0 V, the nega¬ 
tive voltage at the base of ramp gate transistor 
Z128 disappears. The gate opens and the ramp 
slope capacitors are rapidly discharged. 

The fast-ramp voltage is fed directly to the base 
of comparator transistor Z132. 


A. 3. Comparator 

The comparator circuit consists of differential 
amplifier Z132-Z133, tunnel diode Z131 and an 
output isolator and amplifier transistor Z136. 

In the differential amplifier, the fast-ramp voltage 
is compared with the staircase voltage, which 
serves as a reference voltage. The fast-ramp 
voltage is applied to the base of Z132 and the 
reference voltage to the base of Z133. 

In the quiescent state, transistor Z132 is cut off 
and transistor Z133 carries the current from re¬ 
sistor R140. As soon as the ramp voltage goes 
more positive than the reference voltage, the 
current switches over to transistor Z132. 

When this current, together with the bias current 
through RV105 and R139, exceeds the peak point 
current of tunnel diode Z131, which will switch on. 
This results in a negative step which is fed to the 
base of transistor Z136, producing a positive step 
at its collector. 

This pulse is applied to the SAMPLING PULSE 
GENERATOR, the PUMP circuit and the DRIVER 
TIME DELAY circuit. 


A. 4. Pulse generator 

The pulse generator consisting of transistors 
Z112, Z113, Z116 and Z117, supplies a pulse vol¬ 
tage of + 1.2 V and a pulse width of 1 /as to out¬ 
put socket P2, CAL/TRIGG. OUT. 

The pulse generator is triggered by the positive 
pulses produced at the collector of hold-off tran¬ 
sistor Z110. These pulses are applied to the base 
of transistor Z112, via capacitor Cl 10. 

Emitter-coupled monostable multivibrator Z112- 
Z113 provides the pulse width of 1 /as, adjustable 
by means of potentiometer RV104. The collector 
pulses of Z113 switch both amplifier transistors 
Z116 and Z117 thus improving the shape and rise 
time of the output pulse. 

From the collector of transistor Z117, the output 
pulses are applied to socket P2, via diodes Z119 
and Z120. 

The pulse voltage is well-defined (see chapter II, 
TECHNICAL DATA) and can be used for calibra¬ 
tion purposes or for the triggering of external 
equipment. 


B. STAIRCASE GENERATOR (printed-circuit 
card 2) 

This printed-circuit card comprises the PUMP cir¬ 
cuit, the STAIRCASE circuit, the BLANKING 
MIXER, the TIME SCALE MAGNIFIER and the 
TIME POSITION circuits. The circuit diagram is 
shown in Fig. XVI-5. 

B. 1. Pump and staircase circuit 

The positive pulses produced by the comparator 
stage are applied to the pump circuit, consisting 
of transistors Z204 and Z201. 

Voltage divider R205-R204, capacitor C211 and 
diode Z203 limit the amplitude of the input pulses 
to approximately 5 V. 

In the quiescent state, transistor Z204 is cut off 
and transistor Z201 is fully conducting. Transistor 
Z204 starts conducting upon application of a po¬ 
sitive pulse to its base and transistor Z201 is cut 
off. This state will be maintained for 4 /as, which 
is the charging time for timing capacitor C203 and 
also the time required for trace blanking. 

\ * 

The output pulses of the pump circuit are fed via 
pump diodes Z206 and Z207, to the staircase 
generator (transistors Z208, Z209, Z210 and 
Z211). 

The matched pair of field-effect transistors Z208 
and Z209 forms a differential amplifier. This diffe¬ 
rential amplifier together with transistors Z210 
and Z211 and capacitor C208, forms a Miller inte¬ 
grator. 

The pump pulses are passed through the stair¬ 
case generator and a staircase voltage is built up 
across Miller capacitor C208. 

When switch S5 is at NORMAL, the height of 
each stairstep is determined by the position of 
potentiometer RV9A (SAMPLES/cm) which sets 
the voltage across capacitor C207. The total stair¬ 
case amplitude of approximately 5.5 V is deter¬ 
mined by transistor Z213, which is normally cut 
off. Transistor Z213 starts conducting when its 
emitter voltage exceeds its base voltage. 

When transistor Z213 starts conducting, bistable 
multivibrator Z214-Z215 switches over. As a re¬ 
sult, transistor Z212 starts conducting and Mil¬ 
ler capacitor C208 will discharge. 

Transistors Z217 and Z215 form a timing circuit 
which ensures that the reset time will not be less 
than 200 /as, thus enabling capacitor C208 to dis¬ 
charge completely before the next sweep starts. 
From the emitter of Z211 the output voltage is 
applied to the X deflection circuits on printed-cir¬ 
cuit card 3. 

When switch S5 is in the MANUAL position, the 
staircase generator is disconnected. A variable 
d.c. voltage is applied to the base of transistor 
Z211, via potentiometer RV9B, MANUAL SCAN, 
and resistor R20. This voltage is fed to the X 
deflection circuits on printed-circuit card 3, via 
the emitter of transistor Z211. 
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With switch S5 at position EXT., a deflection vol¬ 
tage from an external source can be applied to 
input P3, X IN. The deflection voltage is fed to 
the X deflection circuits on printed-circuit card 3 
via potentiometer RV9B, that in this case works 
as an attenuator, resistor R20 and transistor 
Z211. 

When switch S5 is set to SINGLE, the sweep 
may be started by depressing the SINGLE START 
push-button S6. Bistable multivibrator Z214-Z215 
then switches over, with the result that transistor 
Z212 is cut off. Capacitor C208 is charged by a 
d.c. current through SCAN SPEED potentiometer 
RV9B and the resistors R20, R210 and R211. As 
soon as the voltage across capacitor C208 reach¬ 
es the 5.5 V level, transistor Z213 starts conduct¬ 
ing and capacitor C208 is short-circuited by tran¬ 
sistor Z212. Another sweep can be started by 
depressing push-button S6, SINGLE START. 


B. 2. Blanking mixer 

The blanking mixer consists of transistor Z218 
and diodes Z219 and Z223. 

Negative pulses are fed to the base of transistor 
Z218 from the collector of pump transistor Z204. 
Positive blanking pulses taken from the collector 
of Z218 are applied to the BLANKING AMPLIFIER 
on printed-circuit card 8. These pulses are used 
for blanking between the sampling (inter-dot 
blanking). Positive reset pulses for blanking dur¬ 
ing the flyback of the c.r.t. spot are supplied by 
transistor Z214. These pulses are mixed via di¬ 
ode Z223 with the inter-dot blanking pulses from 
diode Z219 and afterwards applied to the BLANK¬ 
ING AMPLIFIER. 


B.3. Time-scale magnifier and Time position 

The staircase voltage at the emitter of transistor 
Z211 is applied to the comparator input on print¬ 
ed-circuit card 1, via resistor R220, potentiometer 
RV3, attenuator switch S2 TIME SCALE MAGNI¬ 
FIER, emitter follower Z220, potentiometer RV201 
DELAY ZERO, potentiometers RV8-RV7 TIME PO¬ 
SITION, and emitter follower Z222. 

The staircase voltage is the reference voltage 
with which the fast-ramp voltage is compared in 
the comparator. 

The output voltage of the staircase generator and 
the position of switch S2 TIME SCALE MAGNI¬ 
FIER determine the voltage at the reference input 
of the comparator. 

The resistive voltage divider on switch S2 attenu¬ 
ates the staircase voltage before it is applied to 
the base of transistor Z220. Transistor Z221 pro¬ 
vides a constant current through potentiometers 
RV7-RV8 TIME POSITION, resistors R12. . .R17, 
potentiometer RV201 DELAY ZERO and transistor 
Z220. The d.c. level of the staircase voltage, (i.e. 
the horizontal position of the trace) can be chang¬ 
ed, by means of potentiometers RV7-RV8. With 


the switch S201 as shown in the diagram, magni¬ 
fication will take place around the centre of the 
screen. 

If resistors R12. ..R17 are short-circuited by 
means of switch S201, the trace is magnified 
around a point 5 mm from the left-hand side of 
the screen. TIME POSITION potentiometers RV7 
(coarse) and RV8 (fine) cause a time delay. With 
these controls, a displayed waveform can be mov¬ 
ed horizontally across the screen. The delay time 
is not affected by the magnifier. 


C. SAMPLING PULSE GENERATOR 
(printed circuit card 13) 

The circuit diagram is shown in Fig. XVI-9. 

A positive pulse from the comparator stage is fed 
via RC network R1306-C1304 and isolation trans¬ 
former T1301 to the base of avalanche transistor 
Z1302. 

The avalanche voltage is adjusted by means 
of potentiometer RV 1301 AVALANCHE VOLTS. 
Transistor Z 130T acts as a low-impedance vol¬ 
tage source for the avalanche transistor. 
Snap-o f f diode Z1303 is biased in forward direc¬ 
tion by current flowing via potentiometer RV1302 
SNAP-OFF CURRENTand resistors R1310, R1311, 
R1308, R1309, R1302 and R1303. 

A positive pulse applied to the base of transistor 
Z13.02 gives rise to two avalanche pulses, a ne¬ 
gative one at the collector and a positive one at 
the emitter. The pulse rise-time is approximately 
0.6 ns. 

The two pulses cause snap-off diode Z1303 to be 
reverse-biased and due to the special characteris¬ 
tics of this diode, the pulse rise-time will be shor¬ 
tened to approximately 0.1 ns. 

The pulses are differentiated by 2pF capacitors 
(which are part of the printed wiring) and are fed 
to the sampling gate on printed-circuit card 11. 


D. TRIGGER TAKE-OFF 

The circuit diagram is shown in Fig. XVI-9. Chan¬ 
nel A is identical to channel B and therefore only 
channel A is described. 

The signal to be sampled is applied to 50 £2 input 
socket P5A. 

The signal passes through the primary winding of 
trigger take-off transformer T3A. From the secon¬ 
dary winding, part of the signal is fed to trigger 
selector SI TRIGG, and further to the trigger cir¬ 
cuits on printed-circuit card 1. 


E. HIGH-FREQUENCY COMPENSATION 
(printed-circuit card 12) 

The circuit diagram is shown in Fig. XVI-9. Chan¬ 
nel A is identical to channel B and therefore only 
channel A is described. 
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The printed-circuit cards 12A and 12B are inter¬ 
changeable. 

From the primary winding of the trigger take-off 
transformer T3A, the signal travels through a 
50 Q 30 ns delay line DL1 A. The delay allows the 
trigger point to be displayed on the screen. 

The high-frequency losses caused by the delay 
line are compensated for by the network on print¬ 
ed-circuit card 12. 

F. SAMPLING GATE (printed-circuit card 11) 

The circuit diagram is shown in Fig. XVI-9. Chan¬ 
nel A is identical to channel B and therefore only 
channel A is described. 

The printed-circuit cards 11A and 11 B are inter¬ 
changeable. 

The positive and negative sampling pulses are 
applied to sampling diodes Z1202 and Z1201 via 
symmetry transformer T1101 and capacitors 
Cl 102 and Cl 101. The sampling diodes are re¬ 
verse-biased in the quiescent state and will con¬ 
duct when the sampling pulse occurs. 

At the instant of sampling, a current flows through 
the diodes and if the input signal differs from, that 
at the previous sampling, capacitors Cl 101 and 
Cl 102 will be charged. This charge is fed to the 
sampling pre-amplifier on printed-circuit board 10 
via resistors R1101 and R1104. 


G. SAMPLING AMPLIFIER (printed-circuit 

board 10) 

The circuit diagram is shown in Fig. XVI-11. Chan¬ 
nel A is identical to channel B and therefore only 
channel A is described. 

The printed-circuit boards 10A and 10B are inter¬ 
changeable. 

Printed-circuit board 10 comprises a BRIDGE 
NETWORK, a POSITION AMPLIFIER, a SAM¬ 
PLING PRE-AMPLIFIER, SAMPLING AMPLIFIERS 
and MEMORY circuits. 


G.1. Biasing of the sampling diodes 

Through resistors R1007, R1008 and winding S2 
of transformer T1001, the positive bias voltage for 
sampling diode Z1201 is fed to the sampling gate 
on printed-circuit card 11. 

The corresponding negative bias voltage for sam¬ 
pling diode Z1202 is fed to the sampling gate, 
via resistors R1021, R1020 and winding S3 of 
transformer T1001. 


G.2. Bridge network and position amplifier 

Between windings S2 and S3 of transformer 
T1001 a bridge network is inserted, mainly con¬ 
sisting of resistors R1009. . .R1018, capacitors 
C1003, C1004 and potentiometer RV1002, RISE 
TIME. 


A simplified diagram of the network and the po¬ 
sition amplifier is shown in Fig. VIII-1. 

The reverse bias to the sampling diodes Z1 and 
Z2 is fed through resistors R1 and windings S2 
and S3 respectively. By adjusting RV1, RISE 
TIME, the bias of both diodes is changed. Figures 
VIIl-2a, b and c show how the sampling pulse 
applied to diode Z1 will be displaced when RV 1 
is adjusted. The time interval during which the 
diode is conducting corresponds to the rise time 
of the oscilloscope. 

When the diode is conducting, a low-impedance 
signal path is opened and the signal will charge 
capacitor Cl (C2). This charge is distributed to 
the pre-amplifier via windings of T1001. 

The feed-back voltage from the Memory output is 
applied to the bridge in junction R1017-R1018. 
These resistors are represented by R2-R2 in the 
simplified diagram. 

As the bridge is floating, a feed-back voltage will 
change the potential of the whole bridge which 
causes the reverse bias of the sampling diodes 
to change. Depending on the signal level at a 
certain sampling 'instant with respect to the pre¬ 
vious sampling instant, the bridge will be seen as 
balanced (no output signal) or unbalanced (output 
signal). 

Example: A signal as shown in Fig. VI11-3 is 
applied to the sampling gate. At quiescent state, 
the reverse bias of the sampling diodes is + 3 V 
and.—3 V respectively. At sampling instant 1, the 
input level is 0 V and the feedback voltage from 
the memory is also zero. At sampling instant 2, 
the input level is —1 V, but the diode bias is still 
3 V. This means that, seen from the sampling gate, 
the bridge is unbalanced. A charge, proportional 
to the level difference between sampling instants 
1 and 2 will be fed to the pre-amplifier. 

At sampling instant 3, the input level is the same 
as at the previous sampling. The feedback vol¬ 
tage, however, has changed to —1 V, thus chang¬ 
ing the bias of the diodes to 4-2 V and —4 V res¬ 
pectively. 

Seen from the sampling gate, the bridge is now 
balanced and no charge is supplied to the pre¬ 
amplifier. 

By changing the potential of the whole bridge the 
trace can be vertically shifted on the CRT screen. 
This is effected with potentiometer RV11A (B), 
POSITION, and its vernier RV12A (B). The control 
voltage from the potentiometer is applied to the 
bridge in junction R1015-R1016 via resistor R1006, 
and differential amplifier Z1003-Z1004. This am¬ 
plifier provides a low-impedance connection to 
the bridge. 

In the simplified diagram, junction R1015-R1016 is 
represented by R3-R3, and potentiometer RV11 
by RV2. 

The potential at junction R3-R3 can be changed 
it 1.6 V with potentiometer RV2. A displacement 
of the bridge potential implies a vertical shift of 
the trace on the CRT screen. 
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Fig. VIII-1 Simplified diagram of bridge network and position amplifier 



Bias normal 

B. Bias decreased 

C. Bias increased 

t| = conducting interval 
of sampling diode 
(corresponds to rise time) 

t 2 >ti 

l 3 < l l 


Fig. VIII-2 Relationship between set bias and rise time 



Feedback voltage OV OV -IV 


Fig. VIII-3 Measured signal 
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G.3. Pre-amplifier 

The charge of sampling capacitors Cl 101 and 
Cl 102 is supplied via transformer T1001 to the 
pre-amplifier which is a charge amplifier consist¬ 
ing of transistors Z1005, Z1006 and Z1007. A 
corresponding charge is stored in feedback ca¬ 
pacitor Cl 009. 

The pre-amplifier compensates for the charge 
which is lost in the capacitances of the sampling 
diodes. A compensation signal from printed-cir¬ 
cuit card 12 is fed to the pre-amplifier, via po¬ 
tentiometer RV1001 LOW FREQUENCY COM¬ 
PENSATION. The compensated sampling pulse is 
applied via complementary transistors Z1009 and 
Z1008 to the first amplifier stage that consists of 
transistor Z1010. 

G.4. Amplifier 

This is a selective amplifier, tuned to approxima¬ 
tely 700 kHz, and consists of transistors Z1010, 
Z1011, Z1016, Z1017, Z1018, Z1019, Z1025 and 
Z1026. 

From the emitter of transistor Z1010 the signal is 
fed to the base of transistor Z1011. The emitter 
resistance of the latter and thus the gain of the 
amplifier can be changed by means of switch S7 
mV/cm. 

Example: In position 200 mV/cm of switch S7, 
diodes Z1012 and Z1013 are cut off-and the a.c. 
emitter resistance consists of three resistors of 
10 kQ each (R1039 + R1040, R1042 and’R1044 + 
R1045), connected in parallel. When S7 is switch¬ 
ed to position 100 mV/cm, a positive d.c. voltage 
is fed to the anode of diode Z1012 that starts 
conducting. Resistor R1040 will then be short- 
circuited. The total a.c. emitter resistance is thus 
a factor 2 lower and the gain is doubled. 

At the same time the feedback voltage is attenuat¬ 
ed by resistive network R36. . .R44. 

The signal is fed from the collector of Z1011 to 
the base of emitter follower Z1016. Subsequently 
the signal is fed to operational amplifier Z1017- 
Z1018-Z1019, the gain of which can be adjusted 
by switch S7 mV/cm. 

The gain is determined by the ratio between the 
feedback resistance and the input resistance. 
When e.g. switch S7 occupies position 200 mV/ 
cm, diode Z1014 is conductive and diode Z1015 
is cut off; resistor R1050 then represents the 
input resistance. If S7 is switched to position 
20 mV/cm, a positive d.c. voltage is applied to 
diode Z1015, causing the latter to become con¬ 
ductive. 

Z1014 is cut off and resistor R1051 is connected 
in parallel to R1050, resulting in a gain increase 
of ten times. 

The output of the operational amplifier has been 
provided with an amplitude limiter consisting of 
diodes Z1020. . .Z1023. Thus the output voltage 
is limited to the voltage drop across two diodes. 

The last amplifier stage Z1025-Z1026 is a stabilis¬ 
ed feedback amplifier. The output current at the 
collector of Z1026 charges capacitor C1029. 


G.5. Memory gate and memory-gate driver 

The charge of capacitor Cl 029 is applied to the 
source of field-effect transistor Z1030. This tran¬ 
sistor (the memory gate) is normally cut off and 
can be made conductive by pulses from memory- 
gate driver Z1028-Z1029. 

This monostable multivibrator is triggered by 
pulses from the DRIVER TIME DELAY circuit on 
printed-circuit card 3. The trigger pulses are de¬ 
layed so that the memory gate opens at the right 
time. 

The output pulses of the multivibrator are applied 
to the gate of field-effect transistor Z1030. The 
pulse width and thus the period of time that the 
memory gate is open, can be adjusted with po¬ 
tentiometer RV1004 MEMORY-GATE WIDTH. 

G.6. Memory 

The signal is applied via the memory gate to the 
memory circuit. The memory consists of matched 
field-effect transistor pair Z1032-Z1033, amplifier 
transistor Z1034 and output transistors Z1042 and 
Z1043. The memory is in fact a Miller integrator. 
Miller capacitor'C1032 realises capacitive feed¬ 
back from junction R1084-R1085 to the gate of 
field-effect transistor Z1032. 

The charge supplied via the memory gate is stor¬ 
ed in Miller capacitor Cl 032 until the next moment 
of sampling. 

Diodes Z1037 and Z1038 clamp the memory out- 
put voltage to a level, which positions the trace 
just outside the screen. The diodes are normally 
reverse-biased by zener diodes Z1039 and Z1040. 
From output stage Z1042-Z1043 the memory out¬ 
put voltage is supplied to the feedback attenuator, 
differential amplifier A (on printed-circuit card 3) 
and to socket P12A A OUT on the rear panel. 

G.7. Feedback and smoothing 

The feedback voltage is taken off from junction 
R1084-R1085 and attenuated in sections 2R and 
2F of switch S7 mV/cm. Prior to being applied to 
junction R1017-R1018 of the bridge network, the 
feedback voltage is delayed by LC-network 
L1001-L1002-C1005. By this time delay the ampli¬ 
fier feedback-loop is stabilised during the time 
that the memory gate is open. 

The loop gain of the feedback amplifier is normal¬ 
ly unity. By decreasing the loop gain, the signal- 
to-noise ratio can be improved. 

This is effected by the circuit consisting of field- 
effect transistor Z1031, diode Z1036 and capacitor 
C1033. Normally, diode Z1036 is conductive and 
field-effect transistor Z1031, acting as a switch, 
is cut off. 

When switch S9 NORMAL/SMOOTHED is set to 
position SMOOTHED, a positive d.c. voltage is 
applied to the diode, causing the cut off. Field- 
effect transistor Z1031 then conducts, with the 
result that capacitor Cl033 is connected in paral¬ 
lel to capacitor Cl032. The increase of the capa¬ 
citance reduces the loop gain to approximately 
1/3 and the random noise is reduced. 
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When the loop gain is less than unity, more 
samples per centimetre are required to ensure a 
correct reproduction of the input waveform. 

With only a few samples per centimetre, the 
shoulder of a displayed square-wave signal is 
likely to be rounded. 


H. MIXER/DEFLECTION AMPLIFIER 
(printed-circuit card 3) 

The circuit diagram is shown in Fig. XVI-14. 

Printed-circuit card 3 compiles a DRIVER TIME- 
DELAY circuit, a DUAL-TRACE multivibrator, DIF¬ 
FERENTIAL AMPLIFIERS A and B, OUTPUT AM¬ 
PLIFIERS X and Y, and TRACE ROTATION cir¬ 
cuits. 

H.t. Driver time-delay 

The comparator pulses are fed to driver transistor 
Z301 and trigger a monostable multivibrator, con¬ 
sisting of transistors Z303 and Z304. 

The delayed output pulses at the emitter of tran¬ 
sistor Z303 are supplied to the memory-gate dri¬ 
ver on printed-circuit board 10. 

The pulses at the collector of transistor Z304 are 
supplied to bistable multivibrator Z307-Z308, via 
switching transistor Z306. 

H.2 Dual-trace multivibrator, differential 
amplifiers A and B, output amplifier Y 

Switching between the differential amplifiers A 
(Z325-Z326) and B (Z327-Z328) is effected by 
dual-trace multivibrator Z307-Z308. 

The signal from memory A (printed-circuit board 
10) is fed to the base of transistor Z325 via po¬ 
tentiometer RV10A A VARIABLE. The signal from 
memory B is fed to the base of transistor Z327, 
via potentiometer RV10B B VARIABLE. 

The vertical-deflection modes can be selected 
with switch S8. 

In positions A + B and A—B, the switching tran¬ 
sistor Z306 is turned off. 

Consequently, the output pulses of monostable 
multivibrator Z303-Z304 cannot trigger dual-trace 
multivibrator Z307-Z308. However, a positive d.c. 
voltage, supplied via sections 1F and 1R of switch 
S8, is applied to the bases of Z307 and Z308. 
These transistors are then turned off, which cau¬ 
ses the switching diodes Z318 and Z319 of dif¬ 
ferential amplifier A, and Z322 and Z323 of dif¬ 
ferential amplifier B, to be cut off. The A and B 
signals can pass the differential amplifiers and 
are applied to the Y output amplifier. 

In position A—B, the signal is inverted on sec¬ 
tions 2F and 2R of switch S8. 

In position A, only transistor Z308 of the dual¬ 
trace multivibrator receives a positive base vol¬ 
tage via section IF of switch S8. Thus transistor 
Z308 is still turned off and transistor Z307 con¬ 
ducts. As a result, diodes Z318 and Z319 of dif¬ 


ferential amplifier A are cut off, but diodes Z322 
and Z323 of differential amplifier B are conduc¬ 
tive. Therefore the B signal is short-circuited to 
+ 24 V, via diodes Z322 and Z323, transistor 
Z307 and zener diode Z311. 

In position B, transistor Z307 of the dual-trace 
multivibrator is turned off, but Z308 is fully con¬ 
ducting. Consequently, the A signal is short-cir¬ 
cuited to +24 V, via diodes Z318 and Z319, tran¬ 
sistor Z308 and zener diode Z311. 

In positions A and B and A and —B a positive 
d.c. voltage, supplied via section IF of switch S8, 
is applied to switching transistor Z306, causing 
it to conduct. The output pulses of monostable 
multivibrator Z303-Z304 can pass through tran¬ 
sistor Z306, and trigger the dual-trace multivibra¬ 
tor via gating diodes Z309 and Z310. 

As appears from the description above, switching 
the dual-trace multivibrator involves a corres¬ 
ponding switching of the differential amplifiers A 
and B. Thus, the A and B signals are displayed at 
alternating sampling instants. 

In position A and —B, the B signal is inverted on 
sections 2F and‘ 2R of switch S8, before it is 
applied to the Y output amplifier. 

In position A VERT. B HOR., monostable multivi¬ 
brator Z303-Z304 is disconnected and a positive 
d.c. voltage is applied to the base of transistor 
Z308 of the dual-trace multivibrator. The A signal 
is applied to Y output amplifier Z313-Z314 via 
differential amplifier A. 

The B signal from differential amplifier B is fed to 
X output amplifier Z339-Z340 via sections 2F and 
2R of switch S8. 

Transistors Z329 and Z330 are constant-current 
sources for diffferential amplifiers A and B. 

The balance and the gain of differential amplifier 
A (B) are adjusted with potentiometers RV308 A 
BALANCE (RV306 B BALANCE) and RV309 A 
GAIN (RV307 B GAIN). 

The Y output amplifier is balanced with potentio¬ 
meter RV304 Y BALANCE and its gain can be ad¬ 
justed with potentiometer RV303 Y GAIN. 

The Y output signals are fed to the c.r.t. deflection 
plates via printed-circuit board 9. 

H.3. Trace alignment 

The signals from the A and/or B differential ampli¬ 
fiers are applied to differential amplifier Z331- 
Z332. The combined Y signal at the collector of 
transistor Z331 is available on output socket PI4 
YOUT. 

The Y signal at the collector of transistor Z332 is 
fed to differential amplifier Z333-Z334, via ba¬ 
lancing potentiometer RV302 VERT. TRACE 
ALIGN. When the differential amplifier is in equi¬ 
librium, there is no output signal. When, how¬ 
ever, RV302 is adjusted, a small part of the Y 
signal passes through the amplifier and is applied 
to X output amplifier Z337. . .Z340. Thus, the trace 
on the c.r.t. screen can be aligned with respect to 
the vertical axis of the internal graticule. 
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In the same way, the horizontal trace can be 
aligned with respect to the horizontal axis of the 
graticule by adding part of the X signal to the Y 
signal in the Y output amplifier. In differential 
amplifier Z335-Z336, the base voltage of transis¬ 
tor Z336 is constant because resistors R349 and 
R350 are equal in value. A difference voltage can 
be applied to the base of transistor Z335, via po¬ 
tentiometer RV301 HOR. TRACE ALIGN. The 
outputs of the differential amplifier have been 
connected to the Y output amplifier, where the 
X signal is added to the Y signal. 

H.4. X output amplifier 

The staircase voltage from the staircase genera¬ 
tor on printed-circuit card 2 is applied to the base 
of transistor Z345 which forms the X differential 
amplifier in conjunction with transistor Z346. 
Transistor Z347 supplies a constant current for 
the amplifier. 

The outputs of the differential amplifier have been 
connected to the X output amplifier Z337.. .Z340. 
After amplification, the X signal is fed to the X 
deflection plates, via printed-circuit board 9. 

In position A VERT. B HOR. of switch S8, a po¬ 
sitive d.c. voltage is applied to the collectors of 
transistors Z345 and Z346, via diodes Z342 and 
Z343. These diodes carry the current through the 
differential amplifier and the staircase voltage is 
disconnected. The B signal is applied to the X 
output amplifier in the previously described way. 

Horizontal positioning of the trace is effected with 
potentiometer RV310 X POSITION. 


J. ^24V STABILISING CIRCUITS 
(printed-circuit card 4) 

The circuit diagram is shown in Fig. XVI-16. 

Simplified diagrams of the stabilising circuits and 
the overload protection circuits are shown in Fig. 
VIII-4 and VIII-5. 


♦ 70 V 



Fig. VIII-4 Simplified diagram of the ±24V stabilising 
circuit 


J.t. Stabilising 

A rectified and smoothed voltage of +35 V is 
supplied by the low voltage rectifier on printed- 
circuit card 4. This voltage is applied to the output 
terminals of this card, via transistor Z3. 

Stabilising is effected by comparing the output 
voltage with a reference voltage, in differential 
amplifier Z405-Z406. 

The reference voltage is obtained from zener 
diodes Z407 and Z408. 

The current through transistor Z3 is controlled by 
the output voltage of the differential amplifier. 

The stabilised output voltage, determined by the 
reference voltage and voltage divider R406, 
RV401 and R407 can be acurately adjusted with 
potentiometer RV401. 

If the supply voltage of +24 V increases due to a 
load variation, the base voltage of Z405 also in¬ 
creases. The current through this transistor in¬ 
creases, resulting in a decrease of the collector 
voltage. This voltage decrease is fed to the output 
of the unit through power transistor Z3. 

Thus, the variations of the output voltage are 
counteracted. 

When the oscilloscope is switched on, the ±24 
V unit has to start supplying before the auxiliary 
voltage of +70 V is available from the stabilising 
unit on printed-circuit card 5. 

Therefore, the +35 V from the low voltage power 
supply is first applied to the collector of transis¬ 
tor Z405, via diode Z404 and resistor R408. 

When the unit has started supplying the ±24 V, 
the +70 V will be present at R408 and the diode 
stops conducting. 

J.2. Overload protection 

Under normal operating conditions (i.e. at nominal 
value of load resistor R L ) point A is negative with 
respect to point B (Fig. VIII-5) and transistor Z403 
is cut off. The current through power transistor 
Z3 is then completely determined by the output 
voltage of differential amplifier Z405-Z406. 

As soon as the load current increases, the voltage 
drop across resistor R405 increases. The voltage 
at point A becomes more positive, whereas the 


♦ 70 V 



Fig. VIII-5 Simplified diagram of the ±l 24V overload 
protection circuit 
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voltage at point B remains practically constant. At 
a certain value of the load current, the voltage at 
point A will become so positive that transistor 
Z403 starts conducting. The base current of tran¬ 
sistor Z402 is then reduced by Z403 and the load 
current is limited. 

In the event of a full short-circuit, transistor 
Z403 saturates consuming a current which is 
nearly equal to the maximum current that can be 
supplied by the +70 V source. The base current 
to transistor Z3 is then nil and the transistor is 
blocked. 

The described principle of stabilising and over¬ 
load protection is the same for that part of the 
unit which supplies the —24 V voltage. 

The reference voltage to which the output voltage 
is compared, is derived from the output voltage 
of the +24 V circuit. 


K. +70 V AND +6.3 V STABILISING CIRCUITS 
(printed-wiring card 5) 

The circuit diagram is shown in Fig. XVI-18. 

The principle already described for the ±24 V 
stabilising unit also applies to the 6.3 V circuit. 
Therefore, only the main parts of the circuits are 
identified here. 

Transistors Z512 and Z513 form the differential 
amplifier. 

A reference voltage obtained from the +24 V 
supply is applied to the base of transistor Z513, 
via voltage divider R519-R520. 

Overload protection is provided by transistor 
Z511 and resistor R514. The control voltage from 
the differential amplifier is applied to power tran¬ 
sistor Z1, via transistor Z510. 

The principle of the +70 V circuit operation is 
similar to that of the other stabilising circuits. 

As the transistor configurations are different, a 
short description is given in the following para¬ 
graph. 

A rectified and smoothed voltage is applied to the 
output terminal of the unit, via transistor Z502. 
Part of the output voltage is applied via voltage 
divider R509-R510 to the base of transistor Z506, 
which shows a constant voltage of +24 V at its 
emitter. 

The collector of transistor Z506 is connected to 
the base of transistor Z503, via resistor R508. 
Under normal conditions transistor Z505 is non- 
conductive. A variation of the output voltage 
gives rise to a control voltage at the collector of 
transistor Z506. From the base of transistor Z502, 
this control voltage counteracts the voltage va¬ 
riations. 

Overload protection is accomplished by transis¬ 
tor Z505 and resistor R505. 


L. HIGH VOLTAGE POWER SUPPLY 
(printed-circuit cards 7 and 8) 

The circuit diagram is shown in Fig. XVI-21. 

The high voltage for the cathode ray tube is ge¬ 
nerated by an LC generator consisting of transis¬ 
tors Z701-Z702, capacitor C702 and the primary 
of transformer T701. 

The oscillator frequency is approximately 30 kHz. 
The voltage on point 12 of winding S8 of the se¬ 
condary of transformer T701 is fed via a voltage- 
tripler unit to the post-acceleration anode. In the 
voltage tripler, the voltage is increased to ap¬ 
proximately 7.5 kV. 

From winding S7-S8 point 11, the —2150 V ca¬ 
thode voltage for the c.r.t. is obtained, via the 
rectifying and smoothing circuit. 

Part of this voltage is diverted to the focussing 
grid g3, via resistor R816 and potentiometer RV5 
FOCUS. 

Winding SI supplies a stabilised voltage which is 
used to heat the filament of the c.r.t. 

A floating voltage is available across winding S6. 
After having been rectified and smoothed it is 
applied to grid gl of the c.r.t. This voltage is pre- 
adjustetd by means of potentiometetr RV803 IN¬ 
TENSITY LIMIT. 

The cathode-to-grid voltage (and consequently 
the intensity of the c.r.t. trace) is controlled by 
means of potentiometer RV4 INTENSITY. 

The^voltage variation caused by this potentiome¬ 
ter is amplified by transistor Z802 and fed to ca¬ 
pacitor C803. The voltage is in parallel with wind¬ 
ing S6 of transformer T701 and is applied to grid 
gl of the c.r.t. in this way. 

The cathode-to-grid voltage is limited to approxi¬ 
mately 150 V by neon tubes LA801 and LA802. 

Diode Z801 protects transistor Z802 when the 
grid voltage is short-circuited to earth. 

The blanking pulses are applied to grid gl via 
diode Z803, amplifier transistor Z802 and capaci¬ 
tor C803. 

A voltage obtained from winding S5 is full-wave 
rectified and smoothed. This +190 V voltage is 
then applied to three voltage dividers. The vol¬ 
tage is applied to grids g2 and g4 of the c.r.t. via 
pre-set potentiometer RV801 ASTIGMATISM. 

A voltage is fed to grid g5 via voltage divider 
R802-R803, and potentiometer RV802 GEOME¬ 
TRY, and supplies an adjustable voltage to grid 
96 . 

The +190 V voltage is also applied to printed- 
circuit card 9 and to the avalanche transistor on 
printed-circuit card 13. 
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M. LOW VOLTAGE RECTIFIER 
(printed-circuit card 6) 

The circuit diagram is shown in Fig. XVI-23. 

This unit supplies voltages required for the sta¬ 
bilising units on printed-circuit cards 4 and 5. 

Winding S9 of transformer T1 supplies the vol¬ 


tage for pilot lamp LAI and for the graticule- 
illumination lamps LA2 and LA3. The illumination 
is continuously variable by means of potentio¬ 
meter RV6 ILLUM. 


IX. Gaining access to parts 


A. REMOVING THE HOUSING 

The upper and/or the lower part of the housing 
can be removed after turning the "quick fastener" 
screws (four screws for each part) counter-clock¬ 
wise. 


B. REMOVING THE KNOBS (Fig. IX-1) 



Single knobs: 

— Remove cap ,,A" with a pointed knife. 

— Loosen screw „B". 

— Remove the knob. 

Double knobs: 

— Remove cap ,,A" and screw ,,B". 

— Remove the inner knob. 

— Loosen nut ,,C". 

— Remove the outer knob. 


C. REMOVING THE CRT BEZEL 

— Press the lower part of the bezel upwards and 
out. 

— Remove the bezel. 


D. REMOVING THE EHT PLUG 

— Turn the plastic clamp in clockwise direction 
and remove it. 

— Remove the EHT plug. 


E. REMOVING THE CRT 

— Remove the CRT bezel and the illumination 
device. 

— Disconnect the EHT plug. 

— Loosen screw A (Fig. IX-2). 


— Loosen the two screws B and remove bracket 
C (Fig. IX-3). 

— Remove the CRT socket. 

— Pull out the tube. 



Fig. IX-2 Removing the c.r.t. 


B C B 



Fig. IX-3 Removing the c.r.t. 


F. MOUNTING A NEW CRT 

— Insert a new tube. 

— Mount the illumination device, the contrast 
plate and the bezel. 

— Adjust the axial position of the tube so that it 
is pressed to the contrast plate. 

— Mount bracket C and tighten the both screws 
B (Fig. IX-3). 

Note: Press bracket C downwards as much as 
possible. 
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— If necessary, adjust the vertical axis and the 
horizontal axis of the screen by means of 
screws D (Fig. IX-4) underneath the tube. 

— Connect the EHT plug an the CRT socket. 

— Tighten screw A (Fig. IX-2). 



Fig. IX-4 Removing the c.r.t. 


IMPORTANT: After replacing the CRT, electrical 
adjustments are necessary. See chapter XI, 
CHECKING AND ADJUSTING. 


G. REMOVING THE HANDLE 

— Remove the handle grip. 

— Turn both handle supports backwards until 
they can be pulled out of the mounting holes. 


H. REMOVING PRINTED-WIRING CARDS 1. . .5 
AND 8 

— Remove the housing (upper half) 

— Pull up the printed-wiring cards according to 
Figures IX-5 and 6. 

NOTE: Before pulling up card 1, the three 
coaxial cables should be detached. 


J. REMOVING PRINTED-WIRING CARDS 6 
AND 7 

— Loosen the two ,,quick fastener” screws, 
which secure the printed-wiring card to the 
wiring board 9. 

— Pull up the card according to Figures IX-5 and 

6 . 


K. INSERTING PRINTED-WIRING CARDS 1.. .8 

— Push down the circuit card perpendicularly 
according to Figures IX-7 and 8. 

— Ensure that the circuit card is properly push¬ 
ed down into the connector. 

— Fasten printed-wiring cards 6 and 7 by turn¬ 
ing the ,,quick fastener” screws. 


- 




II M. 



Fig. IX-5 Removing the printed-wiring cards 



Fig. IX-6 Removing the printed-wiring cards 
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Fig. IX-7 Fitting printed-wiring cards 
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L. REMOVING PRINTED-WIRING CARDS 10 

Note: These printed-wiring cards are indenti- 
cal and interchangeable. 

— Turn the instrument upside-down. 

— Remove the housing. 

— Remove the screening plate (located over the 
sampling heads). 

— Remove the three screws A (see Fig. IX-9). 

— Disconnect the printed-wiring card from the 
sampling head by lifting the card sligthly up¬ 
wards. 

— Pull the card out of the connector. 


M. REMOVING PRINTED-WIRING CARD 13 

(Fig. IX-9) 

— Remove the screening plate. 

— Remove the connection plugs from printed- 
wiring card 11 (sampling head). 

— Remove the four screws B. 

— Pull the card out of the connector. 


N. REMOVING THE SAMPLING HEAD 
Figures IX-9 and 10) 

IMPORTANT: The sampling heads are identical 
and in principal interchangeable. However, when 
interchanging the complete sampling heads, the 
sampling diodes have to be turned (see below 
under ,,Gaining access to the sampling diodes"). 
Card 11 can be interchanged without any additio¬ 
nal measures. 

— Remove the screening plate. 

— Remove printed-wiring card 10 (see above). 

— Disconnect the plug on printed-wiring card 13. 

— Loosen the four screws B and remove print¬ 
ed-wiring card 13. 

— Remove the two screws C and the screw D. 

— Disconnect the delay line. 


c c 



Fig. IX-9 Removing printed-wiring cards 



Fig. IX-10 Removing the sampling head 
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O. MOUNTING THE SAMPLING HEAD 
(Figures IX-9 and 10) 

— Connect the delay line. 

— Slightly tighten the two screws C. 

— Insert printed-wiring cards 10 and 13 in their 
connectors. 

— Adjust the position of the sampling head so 
that it fits to printed-wiring cards 10 and 13. 

— Tighten screws C and screw A (near printed- 
wiring card 13). 

— Remove card 13. 

— Tighten screw D. 

— Insert card 13 again and tighten the four 
screws B. 

— Tighten both screws A on printed-wiring card 
10. 

— Connect the plugs on printed-wiring card 13 
according to Fig. IX-10. 

Note direction of plug. 

— Refit the screening plate. 


P. GAINING ACCESS TO THE SAMPLING 
DIODES Z1201-Z1202 (Figures IX-9, 10 and 
11 ) 

— Remove the screening plate and printed-wiring 
card 10 (see above). 

— Disconnect the plug on printed-wiring card 13. 

— Loosen the two screws E. 

— Pull up the printed-wiring card 11. • 

The sampling diodes are accessible in the holes 
of the sampling head. They can be pulled up using 
a pair of tweezers. 

IMPORTANT: When removing printed-wiring card 
11, it may happen that one or both of the diodes 
are attached to the diode holders of the card. 
Carefully note the location of the anode and ca¬ 
thode of the diodes so that they are not fitted in 
the wrong direction. 

The cathode of the diode is'indicated by a blue 
spot. Check that the diode next to printed-wiring 
card 10 has the blue spot upwards (the oscillo¬ 
scope turned upside-down). 

ALWAYS BE VERY CAREFUL WHEN INSERT¬ 
ING THE SAMPLING DIODES INTO THE SAM¬ 
PLING HEAD! 

Before the screws of printed-wiring card 11 are 
tightened, ensure that the diodes are properly in¬ 
serted into the holders. 


Q. DISMANTLING THE SAMPLING HEAD 
(see exploded view Fig. IX-11) 

NOTE: Do not replace or move any component 
on circuit boards 11 and/or 12. 

— Remove the sampling head, printed-wiring 
card 11 and the sampling diodes. 

— Remove the four screws F. 

— The head can now be dismantled. 





F & 

Fig. IX-11 Exploded'view of the sampling head 


R. GAINING ACCESS TO THE TRIGGER 
TAKE-OFF TRANSFORMER T3A-B (Fig. 

IX-12) 

— Loosen screws A. 

— Pull out the delay line from the input con¬ 
nector. 

— The transformer is fitted to the delay line and 
can easily be unsoldered. 



Fig. IX-12 Access to the trigger take-off transformer 




55 


X. 


Survey of equipment required for checking, adjusting and 
fault finding 


Tektronix Pulse Generator Type 284 
Philips Counter/Timer Type PM 6630 
Philips Digital Multimeter Type PM 2421 
Philips Pulse Generator Type PM 5770 
Philips Oscilloscope Type PM 3200 

ATTENUATORS 
2 6 dB ± 1 % 

1 10 dB ± 1 % 

1 20 dB ± 1 % 

1 100 x ±1 % 


COAXIAL CABLES, 50 S3, WITH BNC 
CONNECTORS 


Quant. 

Length 

Delay 

Code number 


(mm) 



2 

200 

1 ns 

4822 320 10009 

1 

400 

2 ns 

4822 320 10011 

2 

600 

3 ns 

4822 320 10012 

1 

1960 

10 ns 

4822 320 10013 

1 BNC T-piece junction 
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XI. PM 3400 checking and adjusting 


GENERAL 

In point 1 up to and including point 12, the proce¬ 
dure for checking and adjusting every printed- 
wiring card is stated. Furthermore, the checks and 
adjustments required after replacement of certain 
components are described. 

When, for example, a printed-wiring card has 
been repaired or replaced, it should be checked 
and adjusted according to this description. How¬ 
ever we then assume that the remaining parts of 
the instrument work properly. 

Point 13 describes how to check the pulse res¬ 
ponse of the oscilloscope. 

In point 14, finally, a general check of the instru¬ 
ment is stated. 

The location of the adjusting elements can be 
found on the unit lay-outs in section XVI. 

1. PM 3400-1, TRIGG./TIME BASE 

1.1. Equipment required 

— Pulse generator, Tektronix Type 284 

— Digital Voltmeter, Philips Type PM 2421 

— Counter/Timer, Philips Type PM 6630 

— Attenuator, 10 dB 

— Coaxial Cables, 50 Q 


1.2. Preliminary settings of the PM 3400 controls 


RV1, RV2 

51 

52 

53 
S5 
RV9 
S7A 
RV11A 
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SENSITIVITY 
TRIGG. 

TIME SCALE MAGN. 

TIME/cm 

Hor. mode 

SAMPLES/cm 

mV/cm 

POSITION 

Vert, mode 


Fully clockwise 
EXT. 

1, CAL 
10 ns 
NORMAL 
2 o’clock 
5 mV, CAL 
12 o’clock 
A 


NORMAL/ SMOOTHED NORMAL 


1.3. Adjusting 

1.3.1. Connect PI, TRIGG.IN to P5A,Ya using a 50Q 
coaxial cable. 

1.3.2. Adjusting RV102, TRIGG. T.D. BIAS 

— Adjust RV102 in order to obtain a minimum 
distance between the negative-going peaks of 
the displayed “kick-back" pulses. 

1.3.3. Adjusting RV101, SYNC. BAL.T.D. BIAS 

— Set potentiometers RV1 & RV2, SENSITIVITY 
to the 12 o’clock position. 


— Adjust RV101 to the position at which a trace 
just begins to appear on the CRT screen. 

NOTE: If a trace does not appear (or alternatively 
if a trace is always visible, irrespective of the 
RV101 setting) then reset RV102, MEMORY T.D. 
BIAS as described in the following para. 1.3.4. 
Repeat the operation described in para. 1.3.3. 
above. 

1.3.4. Adjusting RV103, MEMORY T.D. BIAS 

— Disconnect PI, TRIGG. IN, and P5A, Y A . 

— Turn the SENSITIVITY potentiometer fully 
counter-clockwise to the TRIGG, range. Note 
that the trace disappears. 

— Advance RV103 until the sweep begins, then 
return RV 103 to the point at which the sweep 
vanishes. 

— Note the position of the RV103 cursor. 

— Turn the SENSITIVITY potentiometer fully 
clockwise to the SYNC range and then adjust 
RV103 to the point at which the sweep just 
vanishes. 

— Note the new position of the RV103 cursor. 

— Set RV103 so that its cursor is at the mid-point 
. of the two positions noted above. 

1.3.5. Adjusting RV105, COMPARATOR T.D. BIAS 

— Change previous setting of PM 3400 as fol¬ 
lows: 

SI TRIGG. A+ 

S3 TIME/cm 1 m s 

RV7, RV8 TIME POSITION fully clockwise 

S7A mV/cm 100 mV 

— Set the Tektronix pulse generator type 284 as 
follows: 

MODE Square wave 

AMPLITUDE 100 mV 

PERIOD ' 1 ms 

— Connect the square wave output of the pulse 
generator to PM 3400 input P5A, Y A using a 
50 Q coaxial cable. 

— Trigger with the SENSITIVITY potentiometer 
until a stable presentation is obtained. 

— Turn RV201, DELAY ZERO (on circuit board 
2) so that the first pulse of the displayed pulse 
train is positioned about 10 mm from the left- 
hand side of the screen. 

— Trigger with the SENSITIVITY potentiometer 
until the majority of the positive-going edge of 
the first pulse is visible. 

— Turn RV105 clockwise until the displayed pul¬ 
ses disappear. 

— Turn RV105 counter-clockwise until the pulses 
re-appear, and keep turning until the pulses 
are 5 mm to the left of the point of re-appea¬ 
rance. 
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— Turn RV201, DELAY ZERO, until the positive¬ 
going edge of the first pulse coincides with the 
first vertical line of the CRT graticule. 

— Set switch S3, TIME/cm, to 10 ns. 

— Set the PERIOD switch of the pulse generator 
type 284 to 10 ju.s. 

— Trigger with the SENSITIVITY potentiometer 
and check that the positive-going edge of the 
first pulse is situated as is shown in Fig. XI-1. 

— If the required condition has not been obtain¬ 
ed then re-adjust RV20, DELAY ZERO. 

— The triggering point should be visible at all 
settings of switch TIME/cm. 

— Disconnect the pulse generator from the os¬ 
cilloscope. 



100 mV/cm 


10 jus/cm 

Fig. XI-1 Adjusting RV105, COMP. T.D. BIAS 


1.3.6. Adjusting RV104, PULSE WIDTH 

— Change the previous settings of PM 3400 as 
follows: 

RV1 SENSITIVITY SYNC, range 

S3 TIME/cm 0.1 /<s 

— Connect the Philips counter/timer type 
PM 6630 to output P2, CAL./TRIGG.OUT using 
a 50 Q coaxial cable. 

— Set the controls of the counter/timer PM 6630 
as follows: 


FUNCTION 

TIME BASE 

SLOPE 

SENSITIVITY 

IMPEDANCE 

LEVEL 


WIDTH 
10 ns 

+ 

50 mV 
50 Q 

Adjust until triggering 


accurs 

— Change RV104, PULSE WIDTH, to 1.00 /xs 
± 1 %■ 


1.3.7. Checking the amplitude of the CAL./TRIGG, 
pulse 

— Disconnect the counter/timer type PM 6630 
from P2, CAL./TRIGG.OUT. 

— Connect P2, CAL./TRIGG.OUT, to input P5A, 
Y a , and to the digital multimeter type PM 2421 
by means of the BNC T-piece junction and a 
50 Q coaxial cable. 

— Check that the amplitude of the CAL./TRIGG. 
signal is 1200 mV ± 2 % when the housing of 


transistor Z116 is short-circuited to earth. 

— Remove the connections between P2, CAL./ 
TRIGG. OUT, the input P5A, Y A , and the digital 
multimeter type PM 2421. 

1.3.8. Checking the triggering stability 

— Connect the sine wave output of the Tektronix 
pulse generator type 284 toP5A, Y A , using a 
50 Q coaxial cable and a 10 dB attenuator. 

— Set the PERIOD switch of the pulse generator 
to 1 ns. 

— Change the previous setting of PM 3400 as 
follows: 

S3 TIME/cm 1 ns 

— Check that the CRT presentation is stable 
when Si, TRIGG., is switched between + and 


1.3.9. Checking the tunnel diodes on circuit board 
PM 3400-1 

The tunnel diodes may be checked using a suit¬ 
able curve tracer. The check does not entail dis¬ 
connecting the diodes, provided that the circuit 
board has been withdrawn from its oscilloscope. 



Fig. XI-2 Characteristic t.d. curve (static) 


c °— 

80 i 

E O- 


Fig. XI-3 Connection of curve tracer to tunnel diode 


A choice of suitable instrument settings together 
with acceptable limits are stated in the following 


table: 

Settings of 
curve tracer 
controls 
Vertical 

collector mA/div 
Horizontal 
collector V/div 


Z104 (TD253B) 
Z105 (TD253A) 
Z131 (1N3718) 

2 

0.1 
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Dissipation 

limiter resistor 1 kQ 

Peak Volts 

approx. 12 

Acceptable limits (see Fig. XI-2) 
l p mA 8.5—11.5 

l v mA 2,2 

V p mV 130 

Vf p mV 425, 650 

CAUTION: The maximum peak current is 12 mA. 


2. PM 3400-2, STAIRCASE GENERATOR 


2.1. Equipment required 

— Pulse Generator Tektronix Type 284 


2.2. Preliminary settings of the PM 3400 controls 


RV1 

S3 

S2 

RV7, RV8 
S5 
RV9 
S7B 

58 

59 


SENSITIVITY SYNC range 

TIME/cm 1 ix s 

TIME SCALE MAGN. 1, CAL 
TIME POSITION Fully clockwise 


Hor. mode NORMAL 

SAMPLES/cm 2 o’clock 

mV/cm 200 mV 

Vert, mode B 

NORMAL/ NORMAL 

SMOOTHED 


2.3 Adjusting 

2.3.1. Adjusting RV201, DELAY ZERO 

NOTE: If circuit board PM 3400-1 has already 
been adjusted in accordance with the foregoing 
procedure, then the potentiometer RV201 will be 
in correct adjustment. In this circumstance use 
the following instruction as a check procedure. 

— Connect output P2, CAL./TRIGG. OUT, to P5B, 
Y| if using a 50 Q coaxial cable the length of 
which must be 1 m or less. 

— Position the positive-going edge of the dis¬ 
played pulse 1 mm to the right of the first ver¬ 
tical line of the CRT graticule by turning 
RV201. 

2.3.2. Checking the inter-dot blanking circuits 

— Disconnect the cable between P2, CAL./ 
TRIGG. OUT and P5B, Y, 5 . 

— Turn the SAMPLES/cm potentiometer fully 
counter-clockwise. 

— Check that the displayed dots are circular in 
shape and that they do not have tail traces. 

2.3.3. Checking the sampling density 

— Set the TIME/cm switch to 0.1 jjs. 

— Turn the SAMPLES/cm potentiometer fully 
counter-clockwise. 

— Check that the sampling density is between 4 
and 5 samples per centimeter. 

— Turn the SAMPLES/cm potentiometer fully 
clockwise. 


— Check that the beam sweeps across the whole 
screen in 0.1-2 seconds (corresponding to a 
sampling density of more than 1000 samples 
per centimeter). 

2.3.4. Checking the horizontal modes of switch S5 

— Set switch S5 to MANUAL. 

— Check that the beam can be moved across the 
whole screen using the SCAN potentiometer. 

— Set switch S5 to SINGLE position. 

— Turn the SCAN.SPEED potentiometer fully 
clockwise. 

— Check that the beam scans the whole screen 
in 3 to 7 seconds. 

— Turn the SCAN.SPEED potentiometer fully 
counter-clockwise. 

— Check that the scanning time is between 50 
and 100 seconds. 

2.3.5. Checking the staircase synchronisation 
(LF SYNC.) 

— Set switch S5 to the NORMAL position. 

— Apply a positive DC voltage of 1 V to P3, X IN. 

— The sweep should now disappear. 


3. PM 3400-3, MIXER/DEFL. AMPL. 


3.1. Equipment required 

Digital Multimeter Philips Type PM 2421. 


3.2. Preliminary settings of the PM 3400 controls 


RV1 

SENSITIVITY 

SYNC, range 

S2 

TIME SCALE MAGN. 

1. CAL 

S3 

TIME/cm 

0.2 ns 

RV7, RV8 

TIME POSITION 

Fully clockwise 

S5 

Hor. mode 

NORMAL 

RV9 

SAMPLES/cm 

2 o’clock 

S7A 

mV/cm 

20 

RV10A 

mV/cm 

CAL. 

S8 

Vert, mode 

B 

S9 

NORMAL/ 

SMOOTHED 

NORMAL 

S7B 

mV/cm 

200 

RV10B 

mV/cm 

CAL 


3.3. Checking and adjusting 

3.3.1. Horizontal trace alignment 

— Shift the trace to the middle of the screen 
using the POSITION potentiometer RV11B. 

— Align the trace with the axis of the CRT grati¬ 
cule using potentiometer RV301, HOR. TRACE 
ALIGN. 

3.3.2. Vertical trace alignment 

— Connect the output signal from P15, X OUT 
(on the rear panel) to P5A, Y A , using a 50 Q 
coaxial cable. 

— Set switch S8, Vert, mode, to position A VERT. 
B HOR. 
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— Shift the vertical trace to the middle of the 
screen using the POSITION potentiometers 
RV11A and RV11B. 

— Align the trace with the Y axis of the CRT 
graticule using the VERT. TRACE ALIGN, po¬ 
tentiometer RV302. 

3.3.3. Adjusting RV305, X GAIN, and RV310, X 
POSITION 

— Set the PM 3400 controls as detailed in para. 
3.2. with the exception of switch S3, TIME/ 
cm, which must be set to position 0.1 n s. 

— Connect the calibration signal from P2 CAL./ 
TRIGG. OUT, to the input P5B, Y|>, using a 
50 Q coaxial cable. 

— Adjust RV310, X POSITION and RV305, X 
GAIN, so that the sweep starts 1.5 mm to the 
left of the first vertical line of the CRT grati¬ 
cule. 

NOTE: The adjustment must be made carefully 
since the present potentiometers are interde¬ 
pendent. 

— Check that the displayed pulse covers 10 cm 
± 1 mm of the graticule 

3.3.4. Adjusting RV307, B GAIN 

— Set switch S3, TIME/cm, to 0.2 ps. 

— Set switch S8, Vert, mode, to A VERT. B HOR. 

— Connect output P15, X OUT, to input P5A, Y A , 
using a 50 Q coaxiable cable. 

— Position the displayed pulse to the middle of 
the screen with the POSITION potentiometer 
RV11A and RV11B. 

— Adjust RV307, B GAIN, so that the pulse am¬ 
plitude is 6.0 cm ± 0.5 mm. 

3.3.5. Adjusting RV303, Y GAIN 

— Set switch S8, Vert, mode, to position B. 

— Shift the displayed pulse to the middle of the 
screen using the POSITION potentiometer 
RV11B. 

— Adjust RV303, Y GAIN, so that the pulse am¬ 
plitude is 6.0 cm =t 0.5 mm. 

3.3.6. Adjusting RV309, A GAIN 

— Disconnect P15, X OUT, and P5A, Y A . 

— Set switch S7A, mV/cm, to 200, CAL. 

— Set switch S8, Vert, mode, to position A. 

— Connect P2, CAL/TRIGG. OUT to P5A, Y A . 

— Shift the displayed pulse to the middle of the 
screen using the POSITION potentiometer 
RV11A. 

— Adjust RV309, A GAIN, so that the pulse am¬ 
plitude is 6.0 cm =±= 0.5 mm. 

3.3.7. Adjusting RV308, A BALANCE 

— Disconnect P2, CAL./TRIGG. OUT and P5A, 
Ya. 

— Connect the output P12A, A OUT (on rear 
panel), to the voltage input of Digital Multi¬ 
meter Type PM 2421. (Range DC, mV) using 
a coaxial cable. 

— Set switch S8, Vert, mode, to position A. 

— Turn potentiometer POSITION RV11A, until 
the DMM reads 0 V ± 5 mV. 


— Shift the trace to the middle of the screen by 
means of the A BAL potentiometer RV308. 

3.3.8. Adjusting RV305, B BALANCE 

— Connect output P12B, B OUT (on rear panel) 
to the voltage input of DMM PM 2421 (range 
DC, mV). 

— Set switch S8, Vert, mode, to position B. 

— Turn the POSITION potentiometer RV11B, 
until the DMM reads 0 V ± 5 mV. 

— Shift the trace to the middle of the screen by 
means of the B. BAL potentiometer RV306. 

3.3.9. Checking the A — B BALANCE 

— Set switch S8, Vert, mode, to position ,,A and 
—B”. 

— Check that the B trace does not move more 
than 14 mm in a vertical direction. 

3.3.10. Adjusting RV304, A + B BALANCE 

— Set switch S8, Vert, mode, to position A. 

— Interconnect the capsules of transistors Z313, 
and Z314. 

— Connect the voltage input of the digital multi¬ 
meter type PM 2421 to the interconnected cap¬ 
sules (i.e. the*collectors) and the LO input to 
earth. 

— Set the digital multimeter to the ,,V” range. 

— Note the measured voltage. 

— Set switch S8, Vert, mode, to position AT B. 

— Note the measured voltage. 

— Adjust RV304 (A + B BALANCE) so that the 
two measured voltages are equal (permitted 
tolerance ± 1 V). 

3.3.11. Checking the Driver Time Delay circuit 

— Connect output P2, CAL./TRIGG. OUT, to the 
input P5A, Y a , using a 50 Q coaxial cable. 

— Set switch S3, TIME/cm, to 1 ps. 

— Turn potentiometer RV9, SAMPLES/cm, fully 
counter-clockwise (less than 5 samples/cm). 

— Set switch S8, Vert, mode, to position A. 

— Check that switch S9, NORMAL/SMOOTHED 
is at NORMAL. 

— Check that the loop gain is 0.9-1.0 (see section 
7 PM 3400-10, point 7.4.3.). 

— Repeat the procedure above for channel B. 


4. PM 3400-4, ± 24 V STAB, AND PM 3400-5, 

+ 70/6.3 V STAB. 

4.1. Equipment required 

— Digital Multimeter Philips Type PM 2421. 

4.2. Adjustment 

4.2.1. Adjusting RV401, +24 V 

— Connect the Digital Multimeter Type PM 2421 
(set to the d.c. range) using a screened cable 
as follows: 

• Inner conductor ( + ) to tag 74 on circuit 

board 9. 

• Screen (—) to tag 65 on circuit board 9. 
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— Adjust RV401 so that a reading of +24 V 
±0.5 % is obtained on the digital multimeter. 

— Check that the following voltages on circuit 
board 9 are as follows: 

tag 57:—24 V±2% 

tag 39: 6.3 V ± 2 % 

tag 73: 70 V ± 2 % 


4.4.3. + 70 V 

— Connect a 1.5 52, 5.5 W resistor between tags 
73 and 65 on circuit board 9. 

— Connect the Digital Multimeter Type PM 2421 
across the resistor. 

— The measured voltage should be less than 
60 V. 


4.3. Measuring the ripple of the stabilised 
voltages 

4.3.1. Ripple of the + 24 V stabilised voltage 

— Connect the Digital Multimeter Type PM 2421 
to tag 74 ( + ) and tag 65 (—) on circuit board 
9. 

— Set the digital multimeter to AC and to the mV 
range. 

— The ripple should be less than 0.3 rnV rms . 

4.3.2. Ripple of the -24 V stabilised voltage 

— Connect the Digital Multimeter Type PM 2421 
to tag 57 ( + ) and tag 76 (—) on circuit board 
9. 

— The ripple should be less than 0.5 mV nns . 

4.3.3. Ripple of the +70 V stabilised voltage 

— Connect the Digital Multimeter Type PM 2421 
to tag 73 ( + ) and tag 65 (—) on circuit board 
9. 

— Connect the cathode follower probes to out¬ 
puts P4A and P4B, PROBE POWER. If the 
probes are not available, then connect a 2.2 
kS2 ± 5 %, 5.5 W resistor across the digital 
multimeter. 

— The ripple should be less than 1.5 rnV rms . 


4,4.4. +6.3. V 

— Connect a 3.3 52 ± 15%, 5.5 W resistor be¬ 
tween tags 39 and 65 on circuit board 9. 

— Connect the Digital Multimeter Type PM 2421 
across the resistor. 

— The measured voltage should be less than 
5 V. 


5. PM 3400-6, LOW VOLTAGE RECTIFIER 

5.1. Required instrument 

— Digital Multimeter Philips Type PM 2421. 

% i 

5.2. Measuring the ripple of the supply voltages 
to PM 3400-4 

— Connect the Digital Multimeter Type PM 2421 
across capacitor C602. 

— The measured ripple should be less than 1 

V rras* 

— Connect the Digital Multimeter Type PM 2421 
across capacitor C604. 

— The measured ripple should be less than 0.5 


4.3.4. Ripple of the +6.3 V stabilised voltage 

— Connect the Digital Multimeter Type PM 2421 
to tag 39 ( + ) and tag 65 (—) on circuit board 
9. 

— Connect the cathode follower probes as de¬ 
tailed in para. 4.3.3. (or a.22 52 ± 10 %, 5.5 W 
resistor) across the digital multimeter. 

— The measured ripple should be less than 0.3 

mV nns . 


4.4. Checking the overload protection circuits 

4.4.1. +24 V 

— Connect a 22 52, 16 W resistor, between tags 
74 and 65 on circuit board 9. 

— Connect the Digital Multimeter Type PM 2421 
across the resistor. 

— The measured voltage should be less than 
20 V. 

4.4.2. -24 V 

— Connect a 33 52, 16 W resistor between tags 
57 and 65 on circuit board 9. 

— Connect the Digital Multimeter Type PM 2421 
across the resistor. 

— The measured voltage should be less than 
20 V. 


5.3. Measuring the ripple of the supply voltages 
to PM 3400-5 

— Connect the Digital Multimeter Type PM 2421 
across capacitor C603. 

— Connect a 22 52 ± 15%, 16 W load resistor 
across the terminals of the digital multimeter. 

— The ripple measured should be less than 0.5 

V rm8 . 

— Remove the 22 52 load resistor. 

— Connect the Digital Multimeter Type PM 2421 
across capacitor C601. 

— Connect a 2.2 k52 ± 15 %, 5.5 W load resistor 
across the terminals of the digital multimeter. 

— The ripple measured should be less than 1.5 

Vims* 


6. PM 3400-8, BLANKING AMPL. 

6.1. Preliminary settings of the PM 3400 controls 


RV1 

SENSITIVITY 

SYNC range 

S3 

TIME/cm 

0.1 jus 

RV9 

SAMPLES/cm 

position 



2 o’clock 

S8 

Vertical mode 

A and B 
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6.2. Checking and adjusting 

6.2.1. Adjusting RV803, INTENS. LIMIT 

— Set RV802, GEOMETRY to middle position 

— Set potentiometer RV4, INTENSITY (on front- 
panel) in the 12 o’clock position. 

— Adjust RV803, INTENSITY LIMIT, so that 
brightness of trace is sufficient. 

— Turn the INTENSITY potentiometer RV4, fully 
counter-clockwise. 

— Check that the trace disappears. 

6.2.2. Adjusting RV801, ASTIGMATISM 

— Turn the SAMPLES/cm, potentiometer RV9 
fully counter-clockwise. 

— Adjust the ASTIGMATISM potentiometer 
RV801, so that the displayed dots are circular 
in shape. 

— Check that no tails or flyback traces are 
visible on the screen. 


7. PM 3400-1OA & PM 3400-1 OB SAMPLING 
AMPLIFIERS 

7.1. General 

Circuit boards PM 3400-1 OA & PM 3400-10B are 
identical so that the following instruction^ detail¬ 
ed for PM 3400-10A must also be applied to 
PM3400-10B. Note that the present potentiome¬ 
ters referenced on each circuit board are abbre¬ 
viated (for example, RV1004 is marked RV04 on 
its circuit board). 

7.2. Equipment required 

— Pulse Generator, Tektronix Type 284 

— Pulse Generator, Philips Type PM 5770 

— 2 Attenuators 6 dB 

— 1 Attenuator 20 dB 

— 1 Attenuator 100 x (± 1 %) 

— Coaxial cables 50 Q 


— Set the MODE switch of the pulse generator 
to the PULSE OUTPUT position. 

— Turn potentiometer RV1, SENSITIVITY to the 
TRIGG, range until a stable display is obtain¬ 
ed. 

— Measure the rise time of the displayed pulse 
as detailed in the Operating Manual, page 27. 

— If necessary, adjust RV1002, RISE TIME, in or¬ 
der to obtain a displayed pulse rise time of 
210 ps ± 10 ps. 

7.4.2. Adjusting RV1005 , MEMORY BALANCE 

— Disconnect the Pulse Generator 284. 

— Turn the SENSITIVITY potentiometer RV1, to 
the SYNC, range. 

— Set switch S7A, mV/cm, to the 5 mV/cm, CAL 
position. 

— Shift the trace to the middle of the screen 
with the POSITION potentiometer RV11 A. 

— Set switch S7A, mV/cm, to position 200 
mV/cm, CAL. 

— Position the trace to the middle of the screen 
with the MEMORY BALANCE potentiometer 
R VI005. 

7.4.3. Adjusting RVl004, MEMORY GATE WIDTH 

AND RV1003, LOOP GAIN 

— Connect output P2, CAL./TRIGG. OUT to P5A, 
Y a , using a 50 Q coaxial cable. 

— Change the previous settings of the PM 3400 
controls as follows: 

S3 TIME/cm 1 /xs 

S2 TIME SCALE MAGN. 1, CAL. 

RV7, TIME POSITION fully clockwise 

RV8 

RV9 SAMPLES/cm fully-counter 

clockwise 

— Ensure that the NORMAL/SMOOTHED switch 
S9 is set to NORMAL. 

— Adjust RV1004, MEMORY GATE WIDTH, to 
maximum loop gain. The loop gain can be read 
on the position of the first dot on the leading 
edge of the displayed pulse. 

— Adjust RV1003, LOOP GAIN, so that the loop 
gain is 0.95 (see Fig. XI-4). 


7.3. Preliminary settings of the PM 3400 controls 



RV1 

SENSITIVITY 

SYNC, range 


SI 

TRIGG. 

A + 


S2 

TIME SCALE MAGN. 

10, CAL. 

— 

S3 

TIME/cm 

1 ns 


S5 

Hor. mode 

NORMAL 


RV9 

SAMPLES/cm 

2 o’clock 


S7A 

mV/cm 

50 


S8 

Vert, mode 

A 

Loop 

S9 

NORMAL/ 

NORMAL 

gain 


SMOOTHED 


0.95 


7.4. Checking and adjusting 


7.4.1. Adjusting RV1002, RISE TIME 
— Connect the PULSE output of Tektronix Pulse 
Generator type 284 to the input P5A, Y A , using 
a coaxial cable (RG58, length less than 30 cm). 


1 Ms/cm 

Fig. XI-4 Adjusting the loop gain to 0.95 


200 mV/cm 
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7.4.4. Adjusting RV1001 LOW FREQUENCY 
COMPENSATION 

— Change the settings of the PM 3400 controls 
as follows: 

RV9 SAMPLES/cm position 

2 o’clock 

S7A mV/cm 10, CAL 

— Position the zero level of the displayed cali¬ 
bration pulse to the middle of the screen by 
means of the POSITION potentiometer RV11 A. 

— Adjust the ringing which may occur immedia¬ 
tely after the pulse, to minimum amplitude 
(peak-to peak value less than 10 mV) by 
means of RV1001 (LOW FREQ. COMP.) 

7.4.5. Checking the loop gain at different positions 
of switch S7A, mV/cm 

— Connect output P2, CAL./TRIGG. OUT, to in¬ 
put P5A, Y a , using a 50 52 coaxial cable and a 
6 dB attenuator. 

— Set switch S7A, to position 100 mV, CAL. 

— Turn the SAMPLES/cm potentiometer RV9A, 
fully counter-clockwise. 

— Check that the displayed pulse covers 6 cm 
± 2 % of the screen and that the loop gain 
is still 0.95 ± 5 %. 

— Connect a second 6 dB attenuator in series 
with the existing one. 

— Set switch S7A, mV/cm, to position 50 mV, 
CAL. 

— Check that the displayed pulse covers 6 cm 
± 2 % of the screen, and that the loop gain 
remains 0.95 ± 5 %. 

— Remove both 6 dB attenuators and insert one 
20 dB attenuator instead. 

— Set switch S7A, mV/cm, to position 20 mV, 
CAL. 

— Check that the displayed pulse covers 6 cm 
± 2 % of the screen and that the loop gain 
remains 0.95 ± 5 %. 

7.4.6. Checking the displayed noise 

— The displayed noise should not exceed 1.5 
mV, tangentially measured in accordance with 
the instructions detailed in para. 9. 


8. CHECKING AND ADJUSTING AFTER 
REPLACEMENT OF SAMPLING DIODES 
Z1201-Z1202 OR AVALANCHE TRANSISTOR 
Z1302. 

8.1 General 

Although the following instructions refer to chan¬ 
nel A, they are equally applicable to channel B. 

8.2. Equipment required 

— Pulse Generator, Tektronix Type 284. 

— Pulse Generator Philips Type PM 5770. 

— Attenuator lOOx accuracy ± 1 %. 

— Coaxial cable 50 52. 


8.3. Preliminary settings of the PM 3400 controls 


RV1 

SENSITIVITY 

SYNC range 

S2 

TIME SCALE MAGN. 

1, CAL 

S3 

TIME/cm 

1 jU-S 

S5 

Hor. mode 

NORMAL 

S7A 

mV/cm 

200 

S8 

Vertical mode 

A and B 

S9 

NORMAL/ 

SMOOTHED 

NORMAL 


8.4. Checking and adjusting 

8.4.1. Adjusting RV1301, AVALANCHE VOLTS 

— Connect output P2, CAL./TRIGG. OUT, to 
input P5A, Y a , using a 50 52 coaxial cable. 

— Adjust RV1301, AVALANCHE VOLTS, so that 
the loop gain is 0.95 (see Fig. XI-4). 

— Disconnect output P2, CAL./TRIGG OUT, and 
input P5A, Y a . 

— Check that the noise is less than 1.5 mV, 
tangentially measured as detailed in point 9. 

— Set the mV/cm switch S7A to 5 mV, CAL. 

— Set switch TIME/cm S3, step by step from 0.1 
^s to 20 ^s. 

Simultaneously, check that the trace does not 
move more than 3 mm in a vertical direction. 

— If the trace moves more than 3 mm, try another 
position of the AVALANCHE VOLTS potentio¬ 
meter RV1301. 

NOTE: The loop gain is then changed, so that 
a readjustment of the loop gain is required. 
See para. 7.4.3. It is extremely important that 
both channels are adjusted. 

— If, however, trace noise and movement condi¬ 
tions are unsatisfactory, the faulty pair of 
sampling diodes should be changed. 

— In exceptional cases, the matched pair of 
sampling diodes can be separated and com¬ 
bined with those of a new pair. 

— If necessary replace the avalanche transistor 
Z1302. 

— When trace noise and movement are within 
the acceptable limits, adjust RV1001, LOW 
FREQ. COMP., as detailed in para. 7.4.4. Note 
that both channels must be adjusted. 

— Check the rise time and the loop gain accord¬ 
ing to para 7.4.1. and 7.4.5. 


9. TANGENTIAL MEASUREMENT OF NOISE 

9.1. General 

The following instructions which apply to channel 
A must also be used to measure noise in channel 
B. 

9.2. Equipment required 

— Pulse Generator Philips Type PM 5770. 

— Attenuator lOOx. 

— Coaxial cable 50 52. 



9.3. Measurement procedure 

— Connect pulse generator type PM 5770 to the 
oscilloscope input using a 50 S3 coaxial cable. 

— Set the pulse generator controls so that the 
period time of the displayed square wave is 
about 2 ix s and the duty cycle is about 50 %. 
Rise time and fall time should be set to mini¬ 
mum. 

— Connect an lOOx attenuator between the pulse 
generator and the oscilloscope. 

— Set switch Si TRIGG., to EXT. and the SEN¬ 
SITIVITY potentiometer RV1, to the SYNC, 
range. 

— Set switch S7A, mV/cm, to 5 mV, CAL. 

— Set potentiometer RV9, SAMPLES/cm, to the 
3 o’clock position. 

— Reduce the amplitude of the square wave until 
the dark band between the two noise bands 
just disappears (see Fig. XI-5 and 6). Note that 
this adjustment should be carried out slowly, 
because it is difficult to see wether the dark 
band has just vanished or not. 

— Disconnect the lOOx attenuator. 

— Set switch S7A, mV/cm, to a value at which 
the pulse amplitude easily can be read. Divid¬ 
ing this amplitude by 100 will give the vaiue of 
the displayed noise. 

— Repeat the above measured procedure for 
channel B. 



Fig. XI -5 Noise measurement: dark band still visible 



Fig. XI-6 Noise measurement: dark band just vanished 


10. CHECKING AND ADJUSTING AFTER 

REPLACEMENT OF CIRCUIT BOARD PM 3400-1 

10.1. Equipment required 

— Pulse Generator, Tektronix Type 284. 

— 2 Coaxial cables of equal length and each with 
a propagation rate of less than 2 ns. 

— Coaxial cable 50 S3. 

— 1 BNC T-piece junction. 


10.2 Preliminary settings of the PM 3400 controls 


RV1 

51 

52 

53 
S7A 
S7B 
S5 
RV9 

58 

59 


SENSITIVITY TRIGG, range 

TRIGG. A + 

TIME SCALE MAGN. 20 


TIME/cm 
mV/cm 
mV/cm 
Hor. mode 
SAMPLES/cm 

Vert, mode 
NORMAL/ 
SMOOTHED 


1 ns 

20 mV CAL. 
20 mV CAL. 
NORMAL 
position 

2 o’clock 
A and B 
SMOOTHED 


10.3. Checking and adjusting 

Pulse Generator Type 284 to inputs P5A, Y A , 
and P5B as shown in Fig. XI-7. Ensure that the 
two cables between the T-piece and the os¬ 
cilloscope inputs are of equal length. 

— Shift the traces to the middle of the screen. 

— Measure the time interval between the posi¬ 
tive-going edges of the displayed pulse on the 
50 % level of amplitude. 

— Check that the propagation delay of the con¬ 
nection cables is equal by interchanging them. 
Take a further measurement. 

— The time interval should be less than 30 ps. 

— If not, proceed as follows: 

Determine the channel (A or B) which is 
producing the first pulse on the screen. 
Shorten the twisted wire on circuit board 
PM 3400-11 of this channel, see Fig. IX-10 
(unsolder the connection on circuit board 
11 ). 

Shorten the wire sufficiently enough to re¬ 
duce the displayed time interval to less than 
30 ps (propagation delay of twisted wire is 
approximately 5 ps/mm). 


IMPORTANT NOTE: 


Ensure that the GR and BNC connectors are 
plugged into the inputs of the oscilloscope cor¬ 
rectly, otherwise the displayed time interval be¬ 
tween the channels will be affected. 

PM 3400 



Coax cables of 
equal length 
(delay < 2 ns) 


Fig. XI-7 Instrument set-up for measurement of time 


interval between channels 






















64 


11. CHECKING AND ADJUSTING AFTER 
REPLACEMENT OF THE CRT 


— Adjust circuit board PM 3400-8, BLANKING 
AMPL. as detailed in para. 6. 

— Adjust circuit board PM 3400-3, MIXER/DEFL. 
AMPL., according to para. 3 with the exception 
of para. 3.3.11. 


12. CHECKING AND ADJUSTING AFTER 
REPLACEMENT OF SWITCH S3, TIME/cm 


12.1. Equipment required 

— Pulse Generator Tektronix Type 284. 


12.2. Preliminary settings of the PM 3400 controls 


RV1 

51 

52 

53 

RV7, RV8 

S5 

RV9 

S7B 

58 

59 


SENSITIVITY TRIGG, range 

TRIGG. B— 

TIME SCALE MAGN. 1, CAL. 
TIME/cm 1 ms 

TIME POSITION 12 o’clock 


Hor. mode 

SAMPLES/cm 

mV/cm 

Vert, mode 

NORMAL/ 

SMOOTHED 


position 
NORMAL 
2 o’clock 
100 
B 

NORMAL 


12.3. Checking and adjusting 

12.3.1. General check of the sweep 

— Set the PERIOD switch of the pulse generator 
to 1 ms. 

— Connect the SQUARE WAVE output of the 
pulse generator to input P5B, V B , using a 50 Q 
coaxial cable. 

— Check that the sweep starts at a point 1.5 mm 
to the left of first vertical line on the CRT gra¬ 
ticule and that 10 pulses appear within the 
CRT graticule. 

— Connect the PULSE OUTPUT of the Tektronix 

— If the display does not meet the requirement 
stated above then adjust RV310, X POSITION 
and RV305, X GAIN on circuit board 
PM3400-3, MIXER/DEFL. AMPL. See para. 

3.3.3. 

— Set switch S3, TIME/cm, step by step to po¬ 
sitions 1 ms, 0.5 ms and 0.2 ms. If necessary, 
readjust RV305, X GAIN, so that the average 
value of the three settings is correct. 


12.3.2. Adjusting with selected capacitor C22 
— Change the previous settings of the PM 3400 
controls as follows: 


RV1 SENSITIVITY 
S3 TIME/cm 
RV7, 

RV8 TIME POSITION 
S7B mV/cm 


SYNC, range 
1 ns 

12 o’clock 
50 mV 


— Set the PERIOD switch of the pulse generator 
to 1 ns. 

— Adjust the sweep to 1 ns/cm by soldering a 
suitable value for capacitor C22. The range of 
values is as follows: 

0.47 pF 
0.68 pF 

1 pF (target value) 

1.5 pF 
2.2 pF 

Code numbers and tolerances for C22 are 
quoted in the list of parts, chapter XIV-G. 

- Check that the adjustment is correct when 
potentiometer RV7, TIME POSITION is in both 
the fully clockwise and fully counter-clockwise 
positions. 

12.3.3. Adjusting capacitor CV1 

— Set switch S3, TIME/cm, to 2 ns. 

— Adjust capacitor CV1 so that 2 ns/cm is ob¬ 
tained on the screen. 

— Check that the adjustment is correct when 
the TIME POSITION potentiometer RV7 is 
turned both fully clockwise and fully counter¬ 
clockwise. 

12.3.4. Adjusting capacitor CV2 

— Set switch S3, TIME/cm, to 5 ns. 

— Set PERIOD switch of the pulse generator to 
10 ns. 

— Adjust capacitor CV2 so that a scale of 5 ns/ 
cm is obtained on the screen. 

— Check that the adjustment is correct when po¬ 
tentiometer TIME POSITION RV7, is turned 
fully clockwise and fully counter-clockwise. 


13. CHECKING THE PULSE RESPONSE OF THE 
OSCILLOSCOPE 


13.1. Equipment required 

— Pulse Generator Tektronix Type 284 

— Air line connecting generator to oscilloscope 
or, if not available, coaxial cable length 20 cm, 
with BNC connectors. 

13.2. Preliminary settings of the PM 3400 controls 


SI 

TRIGG. 

8 + 

S2 

TIME SCALE MAGN. 

5, CAL 

S3 

TIME/cm 

1 ns 

S5 

Hor. mode 

NORMAL 

RV9 

SAMPLES/cm 

2 o’clock 

S7B 

mV/cm 

50 mV 

SB 

Vert, mode 

B 

S9 

NORMAL/ 

SMOOTHED 

NORMAL 


13.3. Checking 

— Connect the PULSE OUTPUT of the pulse ge¬ 
nerator to oscilloscope input Y B via an air 
line, length about 10 cm. 

— Trigger with control SENSITIVITY until a sta¬ 
ble picture is obtained. 
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— Fig. XI-8 shows the pulse response. The ex¬ 
tremely short rise time of the input pulse (70 
ps) causes ringings, which can be studied in 
the detail magnification of the pulse top shown 
in Fig. XI-9. Figures XI-10 and 11 show how the 
pulse response will virtually deteriorate if a 
coaxial cable is used for connecting the pulse 
generator to the oscilloscope. 

Before judging the pulse response of the os¬ 
cilloscope, the following external factors in¬ 
fluencing the result must be taken into ac¬ 
count. 

— Rise time of the output pulse of the pulse ge¬ 
nerator. 

— Pulse flatness deviation of the pulse generator 
(for Tektronix 284; db 3 % during the 2 first 
nanoseconds after that the pulse has reached 
the 100 % level). 

— Type and length of connection between pulse 
generator and oscilloscope. 

— Good or bad contact between the connectors 
of the connection cable and instruments. 

NOTE: If the pulse response seems to be bad, 
compare with the response of channel A. If the 
result still is th&* same, it is very likely that it 
depends on the external factors mentioned above. 
A better pulse response of channel A than of 
channel B indicates that the error is to be founc 
in the oscilloscope (delay line, sampling amplifier 
etc.). 


14. GENERAL CHECK 

14.1. Equipment required 

— Pulse Generator Tektronix Type 284 

— Digital Multimeter Philips Type PM 2421 

— Counter/Timer Philips Type PM 6630 

— Pulse Generator Philips Type PM 5770 

— BNC cables, attenuators, T-pieces etc. 

14.2. Preliminary settings of controls 


RV1 

SENSITIVITY 

SYNC, rar 

S2 

TIME SCALE MAGN. 

1, CAL 

S5 

Hor. mode 

NORMAL 

RV9 

SAMPLES/cm 

2 o’clock 

S8 

Vert, mode 

A and B 

RV12A, B 

POSITION 

12 o’clock 

S7A, B 

mV/cm 

200, CAL. 

S9 

NORMAL/ 

NORMAL 

• 

SMOOTHED 


RV4 

INTENSITY 

2 o’clock 

RV5 

FOCUS 

12 o'clock 


14.3. Checking 

— Check that two traces are displayed on the 
CRT screen. 

— Check the following voltages on circuit board 
9A; 


100 % 


12.5 % 
per cm 


200 ps/cm 

Fig. XI-8. Pulse response on input pulse with rise time 70 
ps. Air line connection between pulse generator 
and oscilloscope. 


100 % 

2 % 
per cm 


200 ps/cm 

Fig. XI-11. Detail magnification of pulse top. Coaxial cable 
(length 60 cm) connection between pulse gene¬ 
rator and oscilloscope. 


100 % 


2 % 
per cm 


200 ps/cm 

Fig. XI-9. Detail magnification of pulse top. 

Air line connection between pulse generator and 
oscilloscope. # 


100 % 


2 % 
per cm 


200 ps/cm 

Fig. XI-10. Detail magnification of pulse top. Coaxial cable 
(length 20 cm) connection between pulse gene¬ 
rator and oscilloscope. 
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Measuring point 

Voltage 

Adjust, if 

— Set the 

controls as follows: 




necessary 

RV1 

SENSITIVITY 

SYNC. 

pin 74 

+ 24 V ±1 % 

RV401 

S2 

TIME SCALE MAGN. 

1, CAL 

pin 57 

—24 V ±2 % 


S3 

TIME/cm 

0.1 JU.S 

pin 39 

+ 6.3 V ±2% 


S5 

Hor. mode 

NORMAL 

pin 73 

+ 70 V ±2 % 


RV9 

SAMPLES/cm 

2 o’clock 




S8 

Vert, mode 

B 

— Set switch TIME/cm to 0.1 ^s. 


S7B 

mV/cm 

200, CAL. 


— Check the width of the calibration pulse ac- ^ u [’ n control TIME POSITION until the whole 

cording to point 1.3.6. pulse is visible. 


— Check the amplitude of the calibration pulse 
according to point 1.3.7. 

— Set the controls as follows: 

RV9 SAMPLES/cm fully counter¬ 

clockwise 

S8 Vert, mode A 

— Check that the displayed dots are circular in 
shape. If necessary, adjust RV801 ASTIGMA¬ 
TISM. Simultaneously, readjust control FO¬ 
CUS. 

— Check cushion distortion. If necessary, adjust 
RV802, GEOMETRY. 

— Turn control INTENSITY to position 12 o’clock. 
Check that the intensity is sufficient (the in¬ 
strument should be warmed up for at least 15 
min.). If necessary, adjust RV803, INTENSITY 


— Check that the sweep starts 1.5 mm to the left 
of the first vertical line of the internal graticule 
and that the pulse covers 10 cm ±2 % of the 
display. 

— If necessary, adjust RV310, X POSITION, and 
RV305, X GAIN (See point 3.3.3.). 

— Check B GAIN, Y GAIN, A GAIN, A BAL., B 
BAL. and A+B BAL. according to points 
3.3.4. . .3.3.10. 

— Check the rise time of each channel according 
to point 7.4.1. 

— Check the Memory Gate Width and the loop 
gain according to point 7.4.3. 

— Check that the noise is less than 1.5 mV, 
tangentially measured (See point 9). Measure 
both channels! 


LIMIT. 

— Connect output X OUT to input Y A . 

— Change the settings of controls: 

S8 Vert, mode A VERT. B HOR. 

S7A mV/cm 20, CAL 

RV9 SAMPLES/cm 2 o’clock 

— Check that the trace is parallel to the vertical 
lines of the internal graticule. If not, align with 


— If the noise is higher than 1.5 mV in spite of 
correct rise time and loop gain, adjust Ava¬ 
lanche Volts according to point 8.4.1. 

— Check Low Frequency Compensation accord¬ 
ing to point 7.4.4. 

— Check Memory Balance according to point 
7.4.2. Repeat the check with the lower skin 
plate fitted. 


RV302, VERT. TRACE ALIGNMENT. 


— Display the calibration pulse. 


Set switch S8, Vert, mode, to B. 

Check that the trace is parallel to the horizon¬ 
tal lines of the internal graticule. If not, align 
with RV 301, HOR. TRACE ALIGNMENT. 

Check and, if necessary, adjust circuit board 
1 according to point 1. 

Apply the calibration signal from output CAL/ 
TRIGG. OUT to input Y*. 


— Check by switching S9, NORMAL/SMOOTH¬ 
ED, that smoothing occurs for both channels. 

— Set switches S7A and S7B, mV/cm, to posi¬ 
tion 5 mV/cm, CAL. 

— Lift the instrument at the front about 5 cm and 
drop it on the table. The traces should not 
move from their original positions. 

— If the traces move when dropping the instru¬ 
ment, check that all screws on boards 10, 13 
and the sampling head are properly tightened. 
Also ensure that the plate over the sampling 
heads is properly fastened. 
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XII. Fault tracing analyses 


Diagram Fig. XII-10 will facilitate fault tracing 

when neither sweep nor spot is visible on the 
CRT. 

Using this diagram, the faulty circuitry or com¬ 
ponent can be traced to, for example, a certain 
circuit board. 

To make the diagram comprehensible and as less 
complicated as possible, no detailed hints for re¬ 
pair are stated. 

Start the fault tracing from the left. If it is obvious 
that only one channel is faulty, start where this is 
indicated. 

The oscillograms are measured with a PHILIPS 
Oscilloscope Type PM 3250 provided with a pas¬ 
sive probe 1 : 10. The voltages are measured with 
a PHILIPS Digital Multimeter Type PM2421. 


Set the PM 3400 controls as follows: 


RV1 

SENSITIVITY 

SYNC, ran 

S2 

TIME SCALE MAGN. 

1, CAL 

S5 

Hor. mode 

MANUAL 

RV9 

SCAN. 

12 o’clock 

S8 

Vert, mode 

A and B 

RV12A, B 

POSITION 

12 o’clock 

S7A, B 

mV/cm 

200, CAL 

S9 

NORMAL/ 



SMOOTHED 

NORMAL 

RV4 

INTENSITY 

2 o’clock 

RV5 

FOCUS 

12 o’clock 


NOTE: Some test points on the printed-wiring 
cards are better accessible if an extension board 
is used. (Item 66 in Chapter XIII. MECHANICAL 
PARTS LIST, Fig XI1-9). 


VOLTAGES 

No Measuring point Settings of controls Voltage to be 

measured 


1 PI 2, A OUT 

(B OUT) 


2 c.b. 2, pin 5 


POSITION fully COW 2.8 V 

12 o'clock 0V ±1 V 

fully CW « + 2.8V 

SCAN. fully COW «+4V 

fully CW «+9V 


NOTE: TIME SCALE MAGN. should occupy 
position 1, Cal. 




Fig. Xll-3b 


Fig. XII-Sc 






























































Fig. XU-66 
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WAVEFORMS 


Fig. 

Measuring point 

Remarks 

XU-1 

Collector Z802 


XI1-2 

c.b. 8, pin 6 


Xll-3a 

c.b. 10, source Z1030 

POSITION control fully CW *) 

XI l-3b 

c.b. 10, source Z1030 

POSITION control fully CCW **) 

XI1-4 

c.b. 10, pin 10 

Xll-5a 

c.b. 2, pin 21 


Xll-5b 

c.b. 13, pin 2 

Detail magnification of 5a and 5 c 

INT. TRIGG. 

Xll-5c 

c.b. 13, pin 2 


XI l-6a 

c.b. 10, pin 25 

POSITION control fully CW 

Xll-6b 

c.b. 10, pin 25 

POSITION control fully CCW 

Xll-6c 

c.b. 10, pin 24 

POSITION control fully CW 

XI l-6d 

c.b. 10, pin 24 

POSITION control fully CCW 

Xll-7a 

c.b. 13, pins 7 and 10 

TIME POSITION control fully CW SCAN control 


(positive going) 

fully CCW 


pins 8 and 9 

TIME/cm 0.2 ns/cm 


(neg. going) 

See also waveform 7b 

XI l-7b 

c.b. 13, pins 7 and 10 

The whole pulse is not visible due to bandwidth 


(positive going) 

limit of the test oscilloscope. The pulse shape can 


pins 8 and 9 
(neg. going) 

vary depending on the test equipment. 

XII-8 

c.b. 7, pin 5 
(collector Z702) 

INT. TRIGG. 


*) CW = clockwise 
**) CCW = counter-clockwise 



Fig. XI1-9 Extension board 
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c.b. 1 faulty 


Fig. X11-10 Fault-tracing diagram 
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XIII. List of mechanical parts 


Item 

Fig. 

Qty 

Code number 

Description 

i 

XIII-1 

1 

4822 459 40233 

Bezel 

2 

— 

1 

4822 492 61665 

Leaf spring assembly securing bezel 

3 

XIII-1 

1 

4822 480 30078 

Contrast plate 

4 

— 

2 

4822 466 70226 

Plastic segment for graticule illumination lamp 

5 

— 

2 

4822 492 40427 

Leaf spring for item 4 

6 

XI11-1-2 

7 

4822 267 10004 

BNC socket PI, P2, P3, PI 2A, PI 2B, PI 4, PI 5 

7 

XIII-1 

2 

4822 267 10044 

Input socket P5A, P5B 

8 

— 

2 

4822 532 20538 

Bush, large, for P5A and P5B 

9 

— 

2 

4822 532 20539 

Bush, small, for P5A and P5B 

10 

XIII-1 

2 

4822 267 40165 

Output socket P4A, P4B 





Fig. XI11-1 Front view showing item numbers 
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Item 

Fig. 

Qty 

Code number 

Description 

n 

XIII-1 

1 

4822 455 80056 

Text plate 

13 

— 

3 

4822 255 20022 

Lamp holder 

15 

XIII-1 

1 

4822 381 10152 

Lens for pilot lamp LAI 

16 

XI11-3 

4 

4822 462 40252 

Rubber foot 

17 

XIII-1 

1 

4822 498 20061 

Grip 

18 

XI11-1 -3 

1 

4822 498 70039 

Handle support left 

19 

XIII-1 -2 

1 

4822 498 70041 

Handle support right 

20 

— 

1 

4822 462 10103 

Tilting bracket 

21 

XIII-2 

1 

4822 265 30066 

Mains socket P11 

23 

XIII-2 

1 

4822 272 10003 

Mains-voltage adapter 

24 

XIII-2 

1 

4822 462 70737 

Plastic cover for item 23 

25 

XIII-2 

1 

4822 256 40026 

Fuse holder 

26 

XIII-2 

4 

1 

4822 455 80057 

Rear text plate 

27 

XIII-2 

2 

4822 462 40253 

Rubber support 

28 

— 

3 

4822 255 40072 

Mounting set for power transistors 



23 25 


Fig. XIII-2 Rear view showing item numbers 
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Item 

Fig. 

Qty 

Code number 

Description 

29 

_ 

3 

4822 255 40085 

Power-transistor holder 

31 

XI11-4 

16 

4822 462 30149 

Guide strip for printed-wiring board 

32 

— 

8 

4822 417 20027 

Quick fastener 

33 

— 

4 

4822 417 20013 

Quick fastener 

34 

— 

3 

4822 255 40044 

Cooling fin 

35 

_ 

18 

4822 255 40012 

Transistor socket, T018, 4-pin 

36 

— 

90 

4822 255 40057 

Transistor socket, T018, 3-pin 

37 

— 

6 

4822 255 40038 

Transistor socket, T05, 3-pin 

38 

— 

8 

4822 268 20058 

Lead spring socket 

39 

— 

6 

4822 268 20061 

Connector female on printed-wiring board 10 

40 

_ 

4 

4822 268 20059 

Connector female on printed-wiring board 13 

41 

— 

3 

4822 268 20057 

Spring socket on printed-wiring board 13 

42 

— 

6 

4822 255 40006 

Spacer T05 

43 

— 

25 

4822 255 40058 

Spacer T018 

44 

— 

8 

4822 268 10092 

Connector, male, on printed-wiring board 11 


/"N 

\ l 



Fig. XIII-3 Left-hand side view showing item numbers 
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Item Fig. Qty Code number 


45 

_ 

4 

4822 268 10093 

46 

XII1-4 

1 

4822 273 10068 

47 

— 

1 

4822 273 40261 

48 

XII1-4 

1 

4822 273 50114 

49 

XIII-1 

1 

4822 277 10166 

50 

— 

1 

4822 273 60094 

51 

XI11-5 

2 

4822 273 60095 

52 

XI11-5 

1 

4822 273 60096 

53 

XIII-1 

1 

4822 276 10433 

54 

— 

1 

4822 277 20111 

55 

XI11-5 

2 

4822 267 60023 

56 

XI11-5 

1 

4822 267 40134 

57 

XIII-1 

8 

4822 413 30085 

58 

XIII-1 

4 

4822 413 40211 

59 

XIII-1 

7 

4822 413 40112 

60 

XIII-1 

1 

4822 413 30084 

61 

XIII-1 

2 

4822 413 30346 

62 

XIII-1 

1 

4822 413 30082 

63 

XIII-1 

2 

4822 413 70037 

64 

XIII-1 

9 

4822 413 70039 

65 

XIII-1 

3 

4822 413 70038' 

66 

— 


4822 263 70035 


Description 


Connector, male, on printed-wiring board 12 

Switch SI with components 

Switch S2 with components 

Switch S3 with components 

Switch S4 

Switch S5 with components 
Switches S7A and S7B with components 
Switches S8 and S9 with components 
Switch S6 
Switch S201 

Connector for printed-wiring board 
Connector for printed-wiring board 
Knob for RV 2, 3, 8, 9, 10, 12 
Knob for RV1, 7, 11 A, 11B 
Knob for SI, 2, 3, 5, 7A, 7B, 8 

Knob for S9 
Knob RV4, 5 
Knob for RV6 
Cap for knobs Si, 3 

Cap for knobs RV2,3, 8, 9, 10A, 10B, 12A, 12B, S9 

Cap for knobs RV4, 5, 6 

Extension board for printed-wiring cards 






r yl 


Fig. XIII-4 Right-hand side view showing item numbers 


Fig. XIII-5 Bottom view showing item numbers 


i 






























84 


XIV. List of electrical parts 


This parts list does not contain multi-purpose and standard parts. These components are indicated in the circuit diagram by means of identification 
marks. The specification can be derived from the survey below. 


-1° 

zh 

Carbon resistor E24 series > 

Kohleschichtwiderstand, Reihe E24 
Koolweerstand E24 reeks 

Resistance au carbone, serie E24 
Resistencia de carbon, serie E24 J 



- 1;_ 

Zh 

Carbon resistor El 2 series 
Kohleschichtwiderstand, Reihe El2 
Koolweerstand El 2 reeks 

Resistance au carbone, serie El 2 
Resistencia de carbon, serie E12 J 

1 




l 0,125 W 

5% 



Li W < 2,2 MQ, 5% 
>2,2 MQ, 10% 

he 

Ih 

Carbon resistor El 2 series ^ 

Kohleschichtwiderstand, Reihe El2 
Koolweerstand El 2 reeks 

Resistance au carbone, serie El 2 
Resistencia de carbon, serie El 2 J 

1 


HE 

Zh 

Carbon resistor El 2 series >. 

Kohleschichtwiderstand, Reihe El2 
Koolweerstand El 2 reeks 

Resistance au carbone, serie El 2 
Resistencia de carbon, serie E12 J 

| 




L 0,25 W < 1 MQ, 5% 
> 1 MQ, 10% 



I 2 W 

5% 

he 

Zh 

Carbon resistor E24 series >. 

1 


I 

Zh 

Wire-wound resistor ^ 





Kohleschichtwiderstand, Reihe E24 
Koolweerstand E24 reeks 

Resistance au carbone, serie E24 
Resistencia de carbon, serie E24 J 

l 0,5 W < 5 MQ, 
> 5 <10 MQ, 

1 > 10 MQ, 

1% 

2% 

5% 



Drahtwiderstand 

Draadgewonden weerstand 

Resistance bobinee 

Resistencia bobinada J 

L 0,4- 1,8 W 

0.5% 

-zz 

Zh 

Carbon resistor El 2 series > 

l 


—fl-1— 

Wire-wound resistor > 





Kohleschichtwiderstand, Reihe El2 
Koolweerstand El 2 reeks 

Resistance au carbone, serie El 2 
Resistencia de carbon, serie E12 J 

l 0,5 W<1,5MQ, 5% 
>1,5MQ, 10% 


_1 

Drahtwiderstand 

Draadgewonden weerstand 

Resistance bobinee 

Resistencia bobinada J 

L 5,5 W < 200 
>200 

Q. 10% 
Q. 5% 


Wire-woand resistor 
Drahtwiderstand 

— 1|| | — Draadgewonden weerstand 

Resistance bobinee 
Resistencia bobinada 


►10 W 


5% 


"Nb 

Tubular ceramic capacitor 'x 

Rohrkondensator 

Keramische kondensator, buistype 

Condensateur ceramique tubulaire 

Condensador ceramico tubular J 

| 500 V 


Polyester capacitor >1 

Polyesterkondensator 

Polyester kondensator 

Condensateur au polyester 

Condensador polyester J 

| 400 V 


Tubular ceramic capacitor 

Rohrkondensator 

Keramische kondensator, buistype 

Condensateur ceramique tubulaire 

Condensador ceramico tubular J 

| 700 V 


Flat-foil polyester capacitor > 

Miniatur-Polyesterkondensator (flacn) 

Platte miniatuur polyesterkondensator 
Condensateur au polyester, type plat 

Condensador polyester, tipo de placas planas J 

| 250 V 

-*11- 

Ceramic capacitor, "pin-up" • 

Keramikkondensator "Pin-up" (Perltyp) 

Keramische kondensator "Pin-up" type 
Condensateur ceramique, type perle 

Condensador ceramico, version "colgable" J 

j> 500 V 


Paper capacitor * . ^ 

Papierkondensator 

Papierkondensator 

Condensateur au papier 

Condensador de papel J 

| 1000 V 


"Microplate" ceramic capacitor >1 

Miniatur-Schei ben kondensator 
"Microplate" keramische kondensator 
Condensateur ceramique "microplate" 
Condensador ceramico "microplaca" J 

| 30 V 

-=1b 

Wire-wound trimmer 

Drahttrimmer 

Draadgewonden trimmer 

Trimmer a fil 

Trimmer bobinado 


-^b 

Mica capacitor 

I 


Tubular ceramic trimmer 


Glimmerkondensator 

Micakondensator 

Condensateur au mica 

Condensador de mica J 

L 500 V 

Rohrtrimmer 

Buisvormige keramische trimmer 

Trimmer ceramique tubulaire 

Trimmer ceramico tubular 



jgMRVICE 


For multi-purpose and standard parts, please see PHILIPS’ Service Catalogue. 

Fur die Universal- und Standard-Teile siehe den PHILIPS Service-Katalog. 

Voor universele en standaardonderdelen raadplege men de PHILIPS Service Catalogus. 
Pour ies pieces universelles et standard veuillez consulter le Catalogue Service PHILIPS. 
Para piezas universales / standard consulte el Catalogo de Servicio PHILIPS. 




A. Resistors 


Item 

Code number 

Value 

% 

Watt 

Type 

R1 

4822 116 50173 

49.9 Q 

1 

0.4 

Metal film 

R2 

4822 116 50173 

49.9 Q 

1 

0.4 

Metal film 

R3 

4822 116 50173 

49.9 Q 

1 

0.4 

Metal film 

R4 

4822 116 50173 

49.9 Q 

1 

0.4 

Metal film 

R5 

4822 116 50173 

49.9 Q 

1 

0.4 

Metal film 

R6 

4822 116 50459 

10 Q 

1 

0.4 

Metal film 

R7 

4822 116 50904 

30.1 Q 

1 

0.4 

Metal film 

R8 

4822 116 50173 

49.9 Q 

1 

0.4 

Metal film 

R9 

4822 116 50746 

100 Q 

1 

0.4 

Metal film 

RIO 

4822 116 50761 

301 Q 

1 

0.4 

Metal film 

R11 

4822 116 50847 

499 Q 

1 

0.4 

Metal film 

R12 

4822 116 50568 

4.99 Q 

1 

0.4 

Metal film 

R13 

4822 116 50902 

15 Q 

1 

0.4 

Metal film 

R14 

4822 116 50903 

24.9 Q 

1 

0.4 

Metal film 

R15 

4822 116 50173 

49.9 Q 

1 

0.4 

Metal film 

R16 

4822 116 50751 

150 Q 

1 

0.4 

Metal film 

R17 

4822 116 50174 

249 Q 

1 

0.4 

Metal film 

R36 

4822 116 50631 

4.53kQ 

1 

0.4 

Metal film 

R37 

4822 116 50899 

453 Q 

, 1 

0.4 

Metal film 

R38 

4822 116 50827 

402 Q 

1 

0.4 

Metal film 

R39 

4822 116 50173 

49.9 Q 

1 

0.4 

Metal film 

R40 

4822 116 50847 

499 Q 

1 

0.4 

Metal film 

R41 

4822 116 50573 

1 kQ 

1 

0.4 

Metal film 

R42 

4822 116 50847 

499 Q 

1 

0.4 

Metal film 

R43 

4822 116 50338 

•124 Q 

, 1 

0.4 

Metal film 

R44 

4822 116 50847 

499 Q 

1 

0.4 

Metal film 

R45 

4822 116 50573 

1 kQ 

1 

0.4 

Metal film 

R45B 

4822 116 50573 

1 kQ 

1 

0.4 

Metal film 

R101 

4822 116 50173 

49.9 Q 

1 

0.4 

Metal film 

R104 

4822 116 508S6 

47 Q 


0.05 

Metal film 

R105 

4822 116 50896 

47 Q 


0.05 

Metal film 

R119 

4822 116 50538 

3.32kQ 

1 

0.5 

Metal film 

R120 

4822 116 50794 

4.32kQ 

1 

0.4 

Metal film 

R129 

4822 116 50901 

976 Q 

0.25 

0.85 

Metal film 

R136 

4822 116 50385 

4.75kQ 

1 

0.4 

Metal film 

R137 

4822 116 50749 

1.40kQ 

1 

0.4 

Metal film 

R141 

4822 116 50385 

4.75kQ 

1 

0.4 

Metal film 

R148 

4822 116 50901 

976 Q 

0.25 

0.85 

Metal film 

R149 

4822 116 50521 

56.2 Q 

1 

0.4 

Metal film 

R210 

4822 111 30337 

100 MQ 

10 



R211 

4822 111 30337 

100 MQ 

10 



R220 

4822 116 50174 

249 Q 

1 

0.4 

Metal film 

R221 

4822 116 50657 

6.81 kQ 

1 

0.4 

Metal film 

R222 

4822 116 50559 

27.4 kQ 

1 

0.4 

Metal film 

R240 

4822 116 50459 

10 Q 

1 

0.4 

Metal film 

R242 

4822 116 50748 

10 kQ 

1 

0.4 

Metal film 

R243 

4822 116 50748 

10 kQ 

’ 1 

0.4 

Metal film 

R244 

4822 116 50524 

3.01 kQ 

1 

0.4 

Metal film 

R303 

4822 116 50532 

2.21 kQ 

1 

0.4 

Metal film 

R305 

4822 116 50404 

3.32kQ 

1 

0.4 

Metal film 

R306 

4822 116 50532 

2.21 kQ 

1 

0.4 

Metal film 

R318 

4822 116 50647 

681 Q 

1 

0.4 

Metal film 

R319 

4822 116 50647 

681 Q 

1 

0.4 

Metal film 

R320 

4822 116 50573 

1 kQ 

1 

0.4 

Metal film 

R321 

4822 116 50573 

1 kQ 

1 

0.4 

Metal film 




86 


Item 

Code number 

Value 

% 

Watt 

Type 

R322 

4822 116 50573 

1 kQ 

1 

0.4 

Metal film 

R326 

4822 116 50573 

1 kQ 

1 

0.4 

Metal film 

R327 

4822 116 50573 

1 kQ 

1 

0.4 

Metal film 

R328 

4822 116 50545 

475 Q 

1 

0.4 

Metal film 

R329 

4822 116 50545 

475 Q 

1 

0.4 

Metal film 

R331 

4822 116 50647 

681 Q 

1 

0.4 

Metal film 

R332 

4822 116 50647 

681 Q 

1 

0.4 

Metal film 

R333 

4822 116 50573 

1 Q 

1 

0.4 

Metal film 

R334 

4822 116 50573 

1 Q 

1 

0.4 

Metal film 

R335 

4822 116 50573 

1 Q 

1 

0.4 

Metal film 

R336 

4822 116 50614 

3.57kQ 

1 

0.4 

Metal film 

R337 

4822 116 50614 

3.57kQ 

1 

0.4 

Metal film 

R338 

4822 116 50544 

866 Q 

1 

0.4 

Metal film 

R339 

4822 116 50099 

1.21 kQ 

1 

0.4 

Metal film 

R340 

4822 116 50537 

9.1 kQ 

1 

0.4 

Metal film 

R353 

4822 116 50518 

1.1 kQ 

1 

0.4 

Metal film 

R354 

4822 116 50518 

1.1 kQ 

1 

0.4 

Metal film 

R355 

4822 116 50752 

1.50kQ 

1 

0.4 

Metal film 

R356 

4822 116 50257 

1.96kQ 

1 

0.4 

Metal film 

R357 

4822 116 50257 

1,96kQ 

1 

0.4 

Metal film 

R358 

4822 116 50752 

1.50kQ 

1 

0,.4 

Metal film 

R359 

4822 116 50573 

1.. kQ 

1 

0.4 

Metal film 

R360 

4822 116 50573 

1 kQ 

■1 

0.4 

Metal film 

R361 

4822 116 50103 

3.92kQ 

1 

0.4 

Metal film 

R362 

4822 116 50532 

2.21 kQ 


0.4 

Metal film 

R363 

4822 116 50573 

1 kQ 

1 

0.4 

Metal film 

R365 

4822 116 50537 

9.1 kQ 

1 

0.4 

Metal film 

R406 

4822 116 50103 

3.92kQ 

1 

0.4 

Metal film 

R407 

4822 116 50404 

• 3.32kQ 

.1 

0.4 

Metal film 

R423 

4822 116 50748 

10 kQ 

1 

0.4 

Metal film 

R424 

4822 116 50748 

10 kQ 

1 

0.4 

Metal film 

3509 

4822 116 50897 

18.2 kQ 

1 

0.4 

Metal film 

R510 

4822 116 50748 

10 kQ 

1 

0.4 

Metal film 

3519 

4822 116 50898 

9.31 kQ 

1 

0.4 

Metal film 

3520 

4822 116 50538 

3.32kQ 

1 

0.4 

Metal film 

.3808 

4822 110 21209 

6.8 MQ 




R809 

4822 110 21209 

6.8 MQ 




R810 

4822 110 21209 

6.8 MQ 




R817 

4822 110 21209 

6.8 MQ 




R818 

4822 110 21209 

6.8 MQ 

1 

0.4 

Metal film 

R901 

4822 110 50121 

30.1 kQ 

1 

1.3 

Metal film 

R902 

4822 116 50121 

30.1 kQ 

1 

1.3 

Metal film 

R903 

4822 116 50121 

30.1 kQ 

1 

1.3 

Metal film 

R904 

4822 116 50121 

30.1 kQ 

1 

1.3 

Metal film 

R905 

4822 116 50121 

30.1 kQ 

1 

1.3 

Metal film 

R906 

4822 116 50121 

30.1 kQ 

1 

1.3 

Metal film 

R1008 

4822 116 50608 

6.19kQ 

1 

0.4 

Metal film 

R1009 

4822 116 50332 

20 kQ 

1 

0.4 

Metal film 

R1010 

4822 116 50332 

20 kQ 

1 

0.4 

Metal film 

R1011 

4822 116 50573 

1 kQ 

1 

0.4 

Metal film 

R1012 

4822 116 50846 

2.8 kQ 

1 

0.4 

Metal film 

R1013 

4822 116 50846 

2.8 kQ 

’ 1 

0.4 

Metal film 

R1015 

4822 116 50762 

5.11 kQ 

1 

0.4 

Metal film 

R1016 

4822 116 50762 

5.1 IkQ 

1 

0.4 

Metal film 

R1017 

4822 116 50609 

5.49kQ 

1 

0.4 

Metal film 

R1018 

4822 116 50609 

5.49kQ 

1 

0.4 

Metal film 

R1019 

4822 116 50843 

110 kQ 

1 

0.4 

Metal film 

R1020 

4822 116 50608 

6.19kQ 

1 

0.4 

Metal film 

R1032 

4822 116 50103 

3.92kQ 

1 

0.4 

Metal film 

R1039 

4822 116 50581 

2.49kQ 

1 

0.4 

Metal film 





Item 

Code number 

Value 

% 

Watt 

Type 

R1040 

4822 116 50151 

7.50kQ 

1 

0.4 

Metal film 

R1042 

4822 116 50748 

10 

kQ 

1 

0.4 

Metal film 

R1044 

4822 116 50573 

1 

kQ 

1 

0.4 

Metal film 

R1045 

4822 116 50537 

9.09kQ 

1 

0.4 

Metal film 

R1048 

4822 116 50103 

3.92kQ 

1 

0.4 

Metal film 

R1050 

4822 116 50332 

20 

kQ 

1 

0.4 

Metal film 

R1051 

4822 116 50532 

2.21 kQ 

1 

0.4 

Metal film 

R1060 

4822 116 50539 

15 

kQ 

1 

0.4 

Metal film 

R1063 

4822 116 50752 

1.5 

kQ 

1 

0.4 

Metal film 

R1064 

4822 116 50657 

6.81 kQ 

1 

0.4 

Metal film 

R1071 

4822 116 50752 

1.5 

kQ 

1 

0.4 

Metal film 

R1072 

4822 116 50752 

1.5 

kQ 

1 

0.4 

Metal film 

R1074 

4822 116 50404 

3.32kQ 

1 

0.4 

Metal film 

R1075 

4822 116 50404 

3.32kQ 

1 

0.4 

Metal film 

R1089 

4822 116 50101 

2 

kQ 

1 

0.4 

Metal film 

R1090 

4822 116 50101 

2 

kQ 

1 

0.4 

Metal film 

R1201 

4822 111 30323 

270 

Q 

5 

0.1 

Carbon 

R1202 

4822 111 30174 

22 

Q 

5 

0.1 

Carbon 

R1203 

4822 111 30174 

22 

Q 

5 

0.1 

Carbon 

R1204 

4822 111 20319 

102 

Q 

1 

0.1 


R1205 

4822 111 20319 

102 

Q 

1 

0.1 


R1206 

4822 111 30352 

82 

Q 

5 

CM 

Carbon 

R1207 

4822 111 30331 

470' 

Q 

. 5 

0.1 

Carbon 

R1209 

4822 111 30347 

10 

Q 

5 

0.1 

Carbon 

R1211 

4822 111 30331 

470 

Q 

5 

0.1 

Carbon 

R1310 

4822 112 20085 

150 

• 

Q 

5 

6 



B. VARIABLE RESISTORS 





RV1 ) 

4822 102 10133 

4.7 kQ 

20 

0.125 

Twin pot. 

RV2 $ 


470 Q 




RV3 

4822 101 40075 

2.5 kQ 




RV4 

4822 101 20112 

47 kQ 

20 

0.125 


RV5 

4822 101 20Q82 

4.7 MQ 

20 

0.125 


RV6 

4822 103 20088 

47 kQ 

10 

2 


RV7 ) 

4822 102 10132 

1 kQ 

20 

a. 125 

Twin pot. 

RV8 S 


220 kQ 




RV9A ) 

4822 102 30154 

10 kQ 



Tandem pot 

RV9B \ 


10 kQ 




RV10A 

4822 101 40075 

2.5 kQ 




RV10B 

4822 101 40075 

2.5 kQ 




RV11A ) 

4822 102 10134 

47 kQ 




RV12A $ 


47 kQ 

20 

0.125 

Twin pot. 

RV11B l 

4822 102 10134 

47 kQ 




RV12B S 


47 kQ 

20 

0.125 

Twin pot. 

RV101 

4822 100 10115 

1 kQ 

20 

0.5 


RV102 

4822 100 10116 

100 kQ 

' 



RV103 

4822 100 10117 

2.2 kQ 




RV104 

4822 100 10122 

470 Q 




RV105 

4822 100 10115 

1 kQ 




RV201 

4822 100 10122 

470 Q 




RV301 

4822 100 10121 

47 kQ 




RV302 

4822 100 10115 

1 kQ 




RV303 

4822 100 10118 

22 kQ 




RV304 

4822 100 10122 

470 Q 
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Item 

Code number 

Value 

% 

Watt 

RV305 

4822 100 10117 

2.2 kQ 



RV306 

4822 100 10119 

220 Q 



RV307 

4822 100 10115 

1 kQ 



RV308 

4822 100 10119 

220 Q 



RV309 

4822 100 10115 

1 kQ 



RV310 

4822 100 10117 

2.2 kQ 



RV401 

4822 100 10115 

1 kQ 

20 

0.5 

RV801 

4822 100 10116 

100 kQ 

20 

0.5 

RV802 

4822 100 10116 

100 kQ 

20 

0.5 

RV803 

4822 101 20373 

1 MQ 

20 

0.5 

RV1001 

4822 100 10112 

1 kQ 

20 

0.5 

R VI002 

4822 100 10113 

10 kQ 

20 

0.5 

R VI003 

4822 100 10114 

4.7 kQ 

20 

0.5 

R VI004 

4822 100 10115 

1 kQ 

20 

0.5 

R VI005 

4822 100 10114 

4.7 kQ 

20 

0.5 

RV1301 

4822 100 10123 

50 kQ 

20 

0.5 

R VI302 

4822 100 10112 

1 kQ 

20 

0.5 
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C. CAPACITORS 





• 

. 

Voltage 

Item Code number 

Value 

% 

rating 


Cl 

4822 

121 

40054 

33 

nF 

20 

40 

C2 

4822 

121 

50077 

1.8nF 

1 

63 

C3 

4822 

121 

50442 

6.8nF 

1 

63 

C4 

4822 

121 

50279 

15 

nF 

1 

63 

C5 

4822 

121 

40042 

47 

nF 

10 

250 

C6 

4822 

121 

40036 

100 

nF 

10 

250 

C7 

4822 

121 

40194 

220 

nF 

10 

250 

C8 

4822 

123 

10227 

12 

pF± 1 pF 



C9 

4822 

123 

10228 

68 

pF±1 pF 



CIO 

4822 

121 

50023 

180 

pF 

1 

125 

Cl 1 

4822 

121 

50495 

379 

pF 

1 

125 

Cl 2 

4822 

121 

50494 

976 

pF 

1 

63 

C13 

4822 

121 

50493 

1,980 

pF 

1 

63 

Cl 4 

4822 

121 

50493 

1,980 

pF 

1 

63 

C15 

4822 

121 

50097 

10 

nF 

1 

63 

C16 

4822 

121 

50345 

20 

nF 

1 

63 

Cl 7 

4822 

121 

50345 

20 

nF 

1 

63 

C18 

4822 

121 

40302 

100 

nF 

1 


C19 

4822 

121 

40302 

100 

nF 

1 


C20 

4822 

121 

40303 

150 

nF 

1 


C21 

4822 

121 

40303 

150 

nF 

1 


C22 

Selected 

value *) 

1 

pF±0.25pF 



C25 

4822 

124 

20494 

4.7/iF 


63 

C101 

4822 

124 

20374 

47 



40 

Cl 02 

4822 

124 

20374 

47 

/aF 


40 


*) See para. G at the end of this chapter. 


Type 


Type 


Electrolytic 

Electrolytic 

Electrolytic 
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Item 

Code number 

Value 

% 

Voltage 

rating 

Type 

Cl 03 

4822 122 30034 

470 pF 

10 

40 


Cl 04 

4822 121 40059 

100 nF 

10 

100 


Cl 05 

4822 121 40059 

100 nF 

10 

100 


Cl 06 

4822 122 30122 

150 nF 

20 

40 


Cl 07 

4822 122 30043 

10 nF 


35 


Cl 08 

4822 122 30006 

10 pF 




Cl 09 

4822 121 40059 

100 nF 

10 

100 


C110 

4822 122 30016 

33 pF 




cm 

4822 121 50432 

1.5nF 

1 

63 


Cl 12 

4822 121 50432 

1.5nF 

1 

63 


Cl 13 

4822 121 40197 

1 juF 


100 


Cl 14 

4822 122 30043 

10 nF 


35 


Cl 15 

4822 122 30043 

10 nF 


35 


Cl 16 

4822 122 30099 

3.3nF 

10 

100 


Cl 18 

4822 122 30027 

1 nF 

10 

40 


C201 

4822 124 20374 

47 mF 


40 

Electrolytic 

C202 

4822 124 20374 

47 mF 


40 

Electrolytic 

C203 

4822 121 50059 

560 pF 

1 

125 


C204 

4822 121 40059 

100 nF 

10 

100 


C205 

4822 121 50371 

220 pF 

1 

125 


C206 

4822 122 30043 

10 nF 




C207 

4822 121 50059 

560 pF 

1 

125 


C208 

4822 121 40059 

100 nF 

10 

100 


C209 

4822 121 40059 

100 nF 

10 

100 


C210 

4822 122 30006 

10 pF 




C211 

4822 122 30016 

33 pF 




C212 

4822 122 30006 

10 pF 




C213 

4822 122 30011 

♦ 2 pF 




C214 

4822 121 40059 

100 nF 

10 

100 


C301 

4822 121 50367 

680 pF 

1 

125 


C302 

4822 121 50371 

220 pF 

1 

125 


C303 

4822 121 50371 

220 pF 

1 

125 


C304 

4822 121 40059 

100 nF 

10 

100 


C305 

4822 121 50368 

820 pF 

1 

63 


C306 

4822 124 20374 

47 /aF 


40 

Electrolytic 

C307 

4822 124 20374 

47 mF 


40 

Electrolytic 

C401 

4822 121 50411 

100 pF 

1 

125 


C402 

4822 124 20374 

47 p .F 


40 

Electrolytic 

C403 

4822 121 50424 

1 nF 

1 

63 


C404 

4822 124 20374 

47 /aF 


40 

Electrolytic 

C501 

4822 124 20059 

6.4/aF 


150 

Electrolytic 

C502 

4822 124 20374 

47 ix F 


40 

Electrolytic 

C503 

4822 124 20059 

6.4/iF 


150 

Electrolytic 

C504 

4822 124 20385 

100 fiF 


16 

Electrolytic 

C601 

4822 124 70016 

100 ix F 


150 

Electrolytic 

C602 

4822 124 70024 

2500 ix F 


64 

Electrolytic 

C603 

4822 124 70214 

3200 ix F 


16 

Electrolytic 

C604 

4822 124 70024 

2500 ix F 


64 

Electrolytic 

C701 

4822 124 20374 

47 ix F 


40 

Electrolytic 

C702 

4822 121 50419 

33 nF 

1 

125 


C703 

4822 122 50001 

5.1nF 

20 

3000 


C704 

4822 122 50001 

5.1nF 

20 

3000 


C705 

4822 122 50001 

5.1nF 

20 

3000 


C710 

4822 121 40059 

100 nF 

10 

250 


C801 

4822 124 20436 

6.4/jF 


300 

Electrolytic 

C802 

4822 122 50001 

5.1 nF 

20 

3000 


C803 

4822 122 50001 

5.1nF 

20 

3000 


C804 

4822 121 40059 

100 nF 

10 

100 


C805 

4822 122 50001 

5.1 nF 

20 

3000 


C806 

4822 122 50001 

5.1nF 

20 

3000 
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Item 

Code number 

Value 

% 

Voltage 

rating 

Type 

C807 

4822 122 50001 

5.1 nF 

20 

3000 


C1001 

4822 121 40059 

100 nF 

10 

100 


Cl 002 

4822 124 20353 

10 /* F 


63 

Electrolytic 

Cl 003 

4822 121 50432 

1.5nF 

1 

63 


Cl 004 

4822 121 50432 

1.5nF 

1 

63 


Cl 005 

4822 121 50368 

- 820 pF 

1 

63 


Cl 006 

4822 124 20353 

10 [>. F 


63 

Electrolytic 

Cl 007 

4822 122 30027 

1 nF 

10 

100 


Cl 008 

4822 124 20362 

22 /xF 


25 

Electrolytic 

Cl 009 

4822 122 30103 

1.2pF 


63 


C1010 

4822 124 20362 

22 jj -F 


25 

Electrolytic 

C1011 

4822 122 30016 

33 pF 

2 

63 


C1012 

4822 124 20362 

22 mF 


25 

Electrolytic 

C1013 

4822 122 30023 

68 pF 

2 

63 


C1014 

4822 121 40059 

100 nF 

10 

100 


Cl 015 

4822 121 40059 

100 nF 

10 

100 


C1016 

4822 121 40059 

100 nF 

10 

100 


C1017 

4822 121 40059 

100 nF 

10 

100 


C1018 

4822 121 40059 

100 nF 

10 

100 


C1019 

4822 121 40059 

100 nF 

10 

100 


Cl 020 

4822 122 30023 

68 pF 

2 

" 63 


C1021 

4822 121 40059 

100 nF 

, 10 

100 


Cl 022 

4822 121 40059 

100 nF 

10 

100 


C1023 

4822 121 40059 

100 nF 

10 

100 


Cl 024 

4822 121 40059 

100 nF 

10 

100 


Cl 026 

4822 121 40059 

100 nF 

10 

100 


Cl 027 

4822 121 50411 

100 pF 

1 

125 


Cl 028 

4822 121 40059 

. 100 nF 

10 

100 


Cl 029 

4822 121 50409 

270 pF 

1 

125 


Cl 030 

4822 121 50367 

680 pF 

1 



C1031 

4822 121 40059 

100 nF 

10 

100 


Cl 032 

4822 121 50411 

100 pF 

1 

125 


Cl 033 

4822 121 50409 

270 pF 

1 

125 


Cl 034 

4822 122 30006 

10 pF 


63 


Cl 035 

4822 124 20374 

47 mF 


40 

Electrolytic 

Cl 036 

4822 124 20374 

47 ^F 


40 

Electrolytic 

Cl 101 

4822 122 30118 

10 pF 

5 

100 


Cl 102 

4822 122 30118 

10 pF 

5 

100 


Cl 201 

4822 122 30121 

120 pF 

5 

100 


Cl 202 

4822 122 30119 

12 pF 

5 

100 


C1301 

4822 121 40059 

100 nF 

10 

250 


Cl 302 

4822 121 40059 

100 nF 

10 

250 


Cl 303 

4822 122 30117 

100 pF 

5 

200 


Cl 304 

4822 122 30008 

47 pF 

2 

63 


Cl 305 

4822 122 30117 

100 pF 

5 

200 


Cl 306 

4822 122 30027 

1 nF 

10 

100 


Cl 307 

4822 121 40059 

100 nF 

10 

100 


Cl 308 

4822 121 40059 

100 nF 

10 

100 


Cl 309 

4822 122 30027 

1 nF 

10 

100 



D. VARIABLE CAPACITORS 


4822 125 50054 
4822 125 50053 


2.5- 6pF 

4.5- 20pF 


CV1 

CV2 
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E. MISCELLANEOUS 


1. Coils 


Item 

Code number 

Value 

% 

Type 

L101 

4822 158 10052 





LI 02 

4822 158 10052 





LI 03 

4822 526 10025 




Ferroxcube tube 

LI 04 

4822 158 10282 

0.33 mH 



L201 

4822 158 10052 





L202 

4822 158 10052 





L301 

4822 158 10052 ' 





L302 

4822 158 10052 





L501 

4822 158 10284 

47 

ju.H 

25 


L701 

4822 158 30165 





L702 

4822 158 30165 





L703 

4822 158 30166 





LI 001 

4822 158 10243 

100 

M H 

25 


LI 002 

4822 158 10243 

100 

AtH 

25 


LI 003 

4822 158 10278 

1 

mH 

25 


LI 004 

4822 158 10278 

1 

mH 

25 


LI 005 

4822 158 10052 





LI 006 

4822 158 10052 





L1101 

4822 526 10011 




Ferroxcube tube 

L1102 

4822 526 10011 




Ferroxcube tube 

LI 201 

4822 158 10312 

220 

nH 

10 


L1301 

4822 526 10011 




Ferroxcube tube 

LI 302 

4822 526 10011 




Ferroxcube tube 

LI 303 

4822 526 10011 

• 



Ferroxcube tube 

LI 304 

4822 526 10011 




Ferroxcube tube 


2. Transformers 


Item 


Code number 


r\ 


T1 

4822 

146 

40193 

T2 

4822 

158 

10313 

T3A 

4822 

158 

10314 

T3B 

4822 

158 

10314 

T701 

4822 

145 

70042 

T1001 

4822 

158 

30167 

Til 01 

4822 

158 

10315 

T1301 

4822 

158 

10326 

T1302 

4822 

526 

10044 (core only) 


3. Printed-wiring boards with components 


Item Code number Item Code number 


CB1 

4822 

216 

50162 

CB8 

4822 

216 50168 

CB2 

4822 

216 

50163 

CB9 

4822 

216 50172 

CB3 

4822 

216 

50164 

CB10 

4822 

216 50169 

CB4 

4822 

216 

50165 

CB11 

4822 

216 50173 

CB5 

4822 

216 

50166 

CB12 

4822 

216 50207 

CB6 

CB7 

4822 

4822 

216 

216 

50167 

50174 

CB13 

4822 

216 50171 
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4. Assemblies 


Code number 

Description 


4822 219 80204 

4822 320 40035 

Voltage tripler 

Delay line with terminals (DL1 A, DL1B) 

5. C.R.T. and lamps 



Item Code number 


Description 

4822 131 20031 
LAI 4822 134 40199 
LA2, 3 4822 134 40054 
LA801, 803 4822 134 20016 


Cathode-ray tube type D14-120GR/37 

Pilot lamp type 12829 

Graticule illumination lamps 6828 

Neon lamp GL8 

F. SEMICONDUCTORS 


% i 

1. Transistors 



Type Ordering code 

Items 


BC107B 

4822 

130 

40332 

Z110, 

Z112, 

Z126, 

Z133, 

Z204, 





Z211, 

Z212, 

Z215, 

Z222, 

Z304, 





Z325, 

Z326, 

Z327, 

Z328, 

Z329, 





Z330, 

Z333, 

Z334, 

Z335, 

Z336, 





Z339, 

Z340, 

Z345, 

Z346, 

Z347, 





Z402, 

Z403, 

Z405, 

Z406, 

Z410, 





Z412, 

Z505, 

Z511, 

Z512, 

Z513, 





Z1001, 

Z1003, 

Z1004, 

Z1006, 

Z1017, 





Z1018, 

Z1025, 

Z1028, 

Z1029, 

Z1042. 

BC177 

4822 

130 

40522 

Z121, 

Z123, 

Z210, 

Z213, 

Z214, 

alternative type: 




Z220, 

Z221, 

Z331, 

Z332, 

Z413, 

BCY70 

4822 

130 

40324 

Z414, 

Z1007, 

Z1009, 

Z1010, 

Z1016, 





Z1019, 

Z1026, 

Z1034, 

Z1043. 


BCY70 

4822 

130 

40324 

Z306, 

Z307, 

Z308. 

(when 

replacing Z307-308, 








use BC177) 

BF115 

4822 

130 

40308 

Z1008, 

Z1011. 




BF179 

4822 

130 

40661 

Z313, 

Z314, 

Z337, 

Z338, 

Z503, Z1301. 

BF183 

4822 

130 

40832 

Z132. 





BFW10 

4822 

130 

40443 

Z1005, 

Z1030, 

Z1031. 



BFW92 

4822 

130 

40745 

Z101, 

Z102, 

Z103. 



BFY50 

4822 

130 

40294 

Z401, 

Z411, 

Z510. 



BSW67 

4822 

130 

40747 

Z502, 

Z701, 

Z702. 



BSX20 

4822 

130 

40417 

Z106, 

Z111, 

Z113, 

Z116, 

Z117, 





Z201, 

Z217, 

Z218, 

Z301, 

Z303, 





Z802. 





2 N2484 

4822 

130 

40179 

Z506. 





2N3905 

4822 

130 

40171 

Z127, 

Z136. 
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2. Selected transistors 

Type Ordering code Items 


2N709 

4822 

130 

40742 

Z109. 

2N709 

4822 

4822 

130 

130 

40183 

40743 

Z128. 

Z1302 


3. Diodes 









BA148 

4822 

130 

30256 

Z703, 

Z704, 

Z705, 

Z706, 

Z801. 

BAX13 

4822 

130 

40182 

Z5, 

Z6, 

Z114, 

Z122, 

Z125, 





Z134, 

Z135, 

Z202, 

Z203, 

Z205, 





Z206, 

Z207, 

Z216, 

Z219, 

Z223, 





Z302, 

Z305, 

Z309, 

Z310, 

Z315, 





Z316, 

Z317, 

Z318, 

Z319, 

Z320, 





Z321, 

Z322, 

Z323, 

Z324, 

Z341, 





Z342, 

Z343, 

Z344, 

Z404, 

Z415, 





Z416, 

Z507, 

Z803, 

Z1002, 

Z1012 





Z1013, 

Z1014, 

Z1015, 

Z1020, 

Z1021 





Z1022, 

Z1023, 

Z1027, 

Z1036. 


BAY82 

4822 

130 

30202 

Z108, 

Z119, 

Z120. 



BY 126 

4822 

130 

30192 

Z409, 

Z417, 

Z5Q1. 

Z508, 

Z509, 





Z514, 

Z601, 

Z602, 

Z603, 

Z604, 





Z605, 

Z606, 

Z607, 

Z608. 


BY 140 

4822 

130 

30296 

Z707, 

Z708, 

Z709, 

Z710. 

Z711. 

BZY88/C3V3 

4822 

130 

30392 

Z504, 

Z1041 




BZY88/C5V6 

4822 

130 

30193 

Z407. 





BZY88/C6V8 

4822 

130 

30079 

Z311, 

Z321. 




BZY88/C7V5 

4822 

130 

30287 

Z124. 





BZY88/C9V1 

4822 

130 

30294 * 

Z4 , 

Z1024, 

Z1035. 



BZY88/C11 

4822 

130 

30557 

Z107. 





BZY88/C15 

4822 

130 

30292 

Z137. 





HP-5082-2800 

4822 

130 

30635 

Z135, 

Z135. 




SE708 

4822 

130 

30761 

Z1037, 

Z1038. 




TD253A 

4822 

130 

40175 

Z105. 





TD253B 

4822 

130 

30636 

Z104. 





1N3718 

4822 

130 

30637 

Z131. 






A 


4. Selected diodes 


4822 130 30629 
4822 130 30631 


Z1201 + Z1202 (selected pair of sampling diodes) 
Z1303 (selected snap-off diode) 


G. VALUES OF C22 


One of the following values must be chosen for C22: 


0.47 pF ±0.25 pF 
0.68 pF ±0.25 pF 
1 pF ±0.25 pF 
1.5 pF ±0.25 pF 
2.2 pF ±0.25 pF 


code number 4822 122 
code number 4822 122 
code number 4822 122 
code number 4822 122 
code number 4822 122 


The selection procedure is described in chapter XI. CHECKING AND 


Service Manual. 


40069 

40071 

40019 

40074 

40014 

ADJUSTING, para. 12.3.2 of the 
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XV. Version PM 3400-01 


This Service Manual is based on instruments of the series/02 and following. 

Instruments of the /01 series differ from those of the later series in the following respects: 

1. The transistors on printed-wiring cards 1 and 3 have been soldered to the board. 

2. PM 3400-3 MIXER DFL. AMPL. 

The different part of the circuit diagram is shown in Fig. XV-1. Moreover, the value of the following 
components is different. 


Item 

Value 

Code number 

R318 

omitted 


R336 

2.7 kQ 

4822 116 50007 

R337 

2.7 kS2 

4822 116 50007 

R338 

432 Q 

4822 116 50974 

R340 

8.2 kfi 

4822 116 50152 

R365 

8.2 kQ 

4822 116 50152 



Fig. XV-1 Differences between /01 version and further versions 




Fig. XVi-1 Switch Si, trigger selector 
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Fig. XV1-2 UnitPM3400-1 .trigger and time-base circuits . 
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Fig. XVI-3 Diagram of trigger and time-base circuits 
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Fig. XVI-5 Diagram of staircase generator 
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Fig. XVI-6 Unit PM 3400-11, sampling gate 
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F/g. XV7-7 Un/t PM 3400-13, sampling-pulse generator 














































































































Fig. XVI-8 Unit PM 3400-12, h.f. compensation 
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Fig. XV1-9 Diagram of sampling gate, h.f. compensation and pulse generator 
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Fig. XV1-10 Unit PM 3400-10, sampling amplifier 
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Fig. XV1-11 Diagram of sampling amplifier 
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Fig. XV1-14 Diagram of mixer/deflection amplifier 
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< 0.5 mV p.p RIPPLE 


< I mV p.p RIPPLE 


Fig. XV1-1 6 Diagram of ±24 V stabilising circuit 
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70 V - 2% 
40 mA 


63V±2% 
0.4 A 


< 3mV p. p RIPPLE 


< O.SmVp-p RIPPLE 


Fig. XVI-18 Diagram of +6.3 V & + 70 V stabiliser circuits 
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Fig. XVI-20 Unit PM 3400-8, blanking amplifier 
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Fig. XVI-21 Diagram of display part 

























































































































































135 



| ILLUM. | 


Fig. XVI-23 Diagram of low-voltage rectifier 
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1. INTRODUCTION 

1.1. ATTENUATOR PROBE PM 9342/01 

The PM 9342/01 is a low-capacitance, passive miniature probe with an attenuation of lOx. 
It is used to increase the 50 ft input impedance of compact sampling oscilloscope PM 3400. 


n 

r 

r 




Fig. 1. Attenuator probe PM 9342/01, PM 9343/01 

1.2. ATTENUATOR PROBE PM 9343/01 

The PM 9343/01 is a probe similar to the PM 9342/01 but giving an attenuation of lOOx. 



1.3. T PIECE PM 9344 

The PM 9344 is a T piece. In combination with the PM 9342/01 or PM 9343/01 probe, it allows a 
signal to be picked off from a closed 50 ft system, with minimum disturbance. 



Fig. 3. T Piece PM 9344 combined with probe PM 9342/01 
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2 . TECHNICAL DATA 

2.1. ATTENUATOR PROBE PM 9342/01 

Attenuation 
Input resistance 
Input capacitance 
Pulse response 

rise time (10 - 90 % of applied 
step) t r 

response direct 
after t 

r 


: lOx, if connected to 50 ft input 
: 500 ft (« 300 ft at 1 GHz) 

: 0.7 pF 

: < 100 ps for 0. 5 m cable 
< 120 ps for 1.0 m cable 
for 0.5 m cable see Fig. 4 
for 1.0 m cable see Fig. 5 



Fig. 4. Pulse response PM 9342/01 
with 0.5 m cable 

Equivalent bandwidth (using the formula 

bandwidth = ) 

r 

Max. input voltage 


2.2. ATTENUATOR PROBE PM 9343/01 
Attenuation 
Input resistance 
Input capacitance 
Pulse response 

rise time (10 - 90 % of applied 
step) t r 

response direct 
after t 

r 



Fig. 5. Pulse response PM 9342/01 
with 1.0m cable 


: for 0.5m cable d. c. - 3.5 GHz 
for 1.0m cable d. c. - 2.9 GHz 

: d.c. 16 V 

a.c. 45 V up to 0. 8 GHs . 

p-p 


: lOOx, if connected to 50 ft input 
: 5, 000 ft ( « 1,500 ft at 1 GHz) 

: 0.6 pF 

: < 200 ps for 0.5 m cable 
< 250 ps for 1.0 m cable 
for 0.5 m cable see Fig. 6 
for 1.0 m cable see Fig. 7 
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98% 



Fig. 6. Pulse response PM 9343/01 
with 0.5 m cable 


Equivalent bandwidth (using the formula 

bandwidth = 35 ) 

r 

Max. input voltage 



Fig. 7. Pulse response PM 9343/01 
with 1.0m cable 

: for 0.5m cable d. c. - 1.7 GHz 
for 1.0m cable d. c. - 1.4 GHz 

: d. c. 50 V 

* i 

a ‘ c. 140 V up to 0. 5 GHz 
i P-P 


2.3. T PIECE PM 9344 

Frequency range : d.c.- 2 GHz 

Characteristic impedance : 50 £2 

Reflection coefficient of T piece terminated with 50 ft: 



up to 500 MHz 


up to 1 GHz 


up to 2 GHz 



ref. coef. 

VSWR 

ref. coef. 

VSWR 

ref. coef. 

VSWR 

without probe 

<0.03 

1.06 

<0.1 

1.22 

<0.25 

1.67 

with PM 9342/01 

<0.05 

1.10 

<0.1 

1.22 

<0.2 

1.50 

with PM 9343/01 

,<0.03 

1.06 

<0.03 

1.06 

<0.05 

1.10 
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3. ACCESSORIES SUPPLIED WITH THE ATTENUATOR PROBES 

1 m test cable 

0.5 m test cable 

5 earth clips 

1 B.N.C. adapter 

1 earthing lead 

2 insulating caps 

2 miniature connectors 

1 box with room for probe, accessories and T piece 
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4. CHECKING AND ADJUSTING 

4.1. H.F. RESPONSE PM 9342/01 

4.1.1. Required measuring instruments 

- Square-wave generator supplying a pulse with a rise time of approximately 100 ps and an 
amplitude of a few hundred mV, e.g. TEKTRONIX Type 284 pulse output. 

- Sampling oscilloscope PHILIPS Type PM 3400. 

- T Piece PHILIPS Type PM 9344. 

- 50£2 Cable. 



Fig. 8. Test set-up for PM 9342/01 


4.1.2. Test instructions 

- Set up the test arrangement shown in Fig. 8. 

- Display the attenuated pulse output signal of the Pulse Generator on channel A of Sampling 
Oscilloscope PM 3400. This display is your reference waveform. 

- Display the signal via the probe on channel B of the oscilloscope. 

- To display the traces of both channels close together, the length of the coaxial cable should equal 
the length of the probe cable. 

- Check that the display of channel B has approximately the same waveform as that of channel A. 

If necessary, readjust the probe. - » 

Remove, to this end, the sleeve of the probe, slacken the locking nut and rotate the foremost 
section of the probe in relation to the rearmost section to obtain an optimum waveform. Tighten 
the locking nut without disturbing the adjustment and refit the sleeve. 
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4.2. H.F. RESPONSE PM 9343/01 

4.2.1. Required measuring instruments 

- Sampling oscilloscope PHILIPS Type PM 3400. 

- T Piece PM 9344. 

- 50S2 Cable. 



Fig. 9. Test set-up for PM 9343/01 


4.2.2. Test instructions 

- Set up the test arrangement shown in Fig. 9. 

- Display the unattenuated output signal of the CAL. socket via the A channel of the Sampling 
Oscilloscope. This display is your reference waveform. 

- Display the same signal via the probe on the B channel of the oscilloscope. 

- To display the traces of both channels close together, the length of the coaxial cable should equal 
the length of the probe cable. 

- Check that the display of channel B has approximately the same waveform as that of channel A. 

If necessary, readjust the probe. 

Remove, to this end, the sleeve of the probe, slacken the locking nut and rotate the foremost 
section of the probe in relation to its rearmost section to obtain an optimum waveform. 

Tighten the locking nut without disturbing the adjustment and refit the sleeve. 
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5 . PARTS LIST 

5.1. PARTS FOR PM 9342/01 


Item 

Fig. 

Qty. 

Order number 

Description 

1 

10 

1 

5322 447 64003 

Attenuator tip 

2 

10 

2 

5322 325 54015 

Sleeve 

3 

10 

- 

5322 320 10037 

50£2 Cable (per metre) 

4 

10 

2 

5322 264 10031 

50S2 Connector 

5 

10 

1 

5322 321 20133 

Earthing cable 

6 

- 

1 

5322 263 50022 

Adaptor 

7 

- 

6 

5322 492 60938 

Earthing clip 

8 

- 

2 

5322 267 10043 

Miniature connector 

9 

10 

2 

5322 462 70726 

Cap 

5.2. PARTS FOR PM 9343/01 



Item 

Fig. 

Qty. 

Order number 

Description 

\ K 

1 

10 

1 

5322 447 64004 

Attenuator tip 

2 

10 

2 

5322 325 54016 

Sleeve 


The other items are identical to items 3 to 9 of the PM 9342/01 probe. 



Fig. 10. PM 9342/01, PM 9343/01 showing item numbers 



